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Activity levels are biased by −2 mV from top to bottom to enable a 
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deviations of over 35 μV are marked with the volunteer number. (from 
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 Printing and other solution processing 
technologies have raised interest in the 
electronic industry, and the push towards 
organic and printed electronic systems is 
strong at the moment. [ 1 ] The most inter-
esting perspective of the printing is ena-
bling of high throughput manufacturing of 
electronic devices. Furthermore, the use of 
solution processable organic and molecular 
materials in the fabrication of electronic 
devices is becoming popular due to their 
potential ecological benefi ts, such as recycla-
bility or decomposability. [ 2 ] Even if organic 
electronics cannot at present compete in 
performance with silicon technology, it has 
great potential to be utilized in large-area 
applications and disposable low-end prod-
ucts. [ 1 ] Using small molecules, polymers, 
or carbon based nanomaterials, instead of 
metals and solid-state semiconductors, gives 
rise to transparent electronic circuits, which 
is a prerequisite for touch panel technology. 
 The use of conducting polymers, such as poly(3, 4-ethylened
ioxythiophene):poly(styrenesulfonate) (PEDOT:PSS), or carbon 
based nanomaterials, such as graphene and carbon nanotubes 
(CNT), enable fabrication of fl exible or stretchable electrodes for 
sensor applications. [ 3–5 ] These materials also have their limita-
tions. Although a single CNT can carry a few mA current, [ 6 ] con-
tact resistances between crossing tubes limit the overall conduc-
tivity of a randomly oriented CNT network. [ 7 ] Nevertheless, highly 
conducting CNT networks have been recently demonstrated in 
supercapacitors, [ 8–12 ] which are promising future energy storage 
devices. While the degradation of conductivity of PEDOT:PSS 
under ambient conditions has conventionally been a challenge, [ 13 ] 
highly stable formulations have been recently obtained. [ 14 ] 
 Nowadays, there are several competing touch panel tech-
nologies available, but they all have some limitations such 
as diminished functionality in moist and wet environment. 
Water-proof touch panels are however required for example 
in outdoor interactive panels and automotive touch panels as 
well as control panels in swimming pools or shower walls and 
mirrors. Capacitive, resistive, and optical sensing are the three 
major technologies used in multi-touch sensing applications. [ 15 ] 
The drawback with optical sensing methods is that they all 
are highly affected by the surrounding lighting and cannot be 
used with bended surfaces. A resistive touch panel consists 
of two conductive sheets (coated for example with indium-tin-
oxide) and a layer of dot spacers in between. Pressing the panel 
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 1.  Introduction 
 During recent years the user interfaces of electronic devices 
have undergone a revolution, changing from old-fashioned 
button-type controls towards embedded touch panels and touch 
screens. It is expected that transparent control panels will 
spread from mobile devices to be embedded as a part of built 
environment. This raises major challenges to touch panel tech-
nology with requirements like functionality in moist or under-
water environment, integration into curved surfaces, fl exibility, 
temperature stability, and mechanical durability. 
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causes the conductive top sheet to physically yield and contact 
the bottom layer. [ 16–18 ] The dot spacers prevent the contact of 
the top and the bottom sheets when the panel is not pressed. 
Thus, water droplets or sunlight do not cause artefacts in resis-
tive panels. However, when immersed in water, the hydro-
static pressure yields the top sheet similarly as touch. With 
high enough hydrostatic pressure, this saturates the panel. For 
example, the hydrostatic pressure in 1 m depth corresponds to 
a medium touch pressure (1 N cm −2 ). Hence, resistive touch 
panels face a trade-off between the sensitivity and under-
water functionality. Capacitive sensing can be divided into two 
methods: surface capacitive and projected capacitive sensing. 
In projected capacitive touch sensing, the capacitance at each 
addressable electrode is measured. [ 19 ] A fi nger or a stylus close 
by disturbs the electromagnetic fi eld and alters the capacitance. 
A touch on the surface can be measured from a change in the 
capacitance. [ 20–23 ] The major disadvantage of capacitive touch 
technology is the disturbance in moist environments. Normally, 
neither surface nor projected capacitive method is capable of 
functioning under water or with liquid droplets on the panel. 
Recently, examples of underwater projected capacitive sensing 
have been presented, however, with the expense of increased 
false touch rate. [ 24,25 ] Further drawbacks are the lack of pres-
sure sensitivity, poor touch time resolution to the exact touch 
moment and dependence on the dielectric properties of the 
touching instrument. In practical applications, this means false 
detection with fast touch typing if the user is resting fi ngers on 
keys without intention to press the key and inability to detect 
fi ngers with gloves on. 
 One promising technology for touch devices is piezoelectric 
sensing. [ 26 ] The advantage of piezoelectric polymer fi lms, such 
as poly(vinylidene difl uoride) (PVDF), is that they are thin, 
fl exible, lightweight, and they can be integrated into various 
shaped surfaces such as pillars or cylinders. The PVDF fi lm 
can be easily sealed hermetically and thus, it can be used in 
several sensing applications due to its versatile properties. For 
instance, PVDF has a wide frequency range (from 0.001 Hz to 
10 8 Hz) and a vast dynamic range (from 10 −8 to 10 6 psi). [ 27 ] In 
addition, the PVDF material is sensitive to pressure changes, 
not to a static pressure. For example, hydrostatic pressure does 
not saturate a piezoelectric touch panel. A touch panel tech-
nology based on printable piezoelectric sensors has recently 
been demonstrated. [ 28–30 ] However, fl exible, transparent, and 
water-proof piezoelectric touch panels have not been reported 
to date. Piezoelectric polymer fi lms are interesting also for 
physiological measurements [ 3,4,31,32 ] and energy harvesting 
application. [ 33–37 ] In addition, piezoelectric polymer fi lms have 
previously been used to manufacture fl exible and transparent 
loudspeakers. [ 38,39 ] 
 This paper reports the successful implementation of a trans-
parent and fl exible piezoelectric touch panel technology. Unlike 
most competing technologies, these touch panels can also be 
utilized in moist environments due to the sensitivity to applied 
force instead of the capacitance change. In this paper, we dem-
onstrate underwater functionality for the fi rst time. In addition 
to the advantages of piezoelectric sensing over the existing tech-
nologies, the use of a piezoelectric polymer fi lm as a functional 
substrate material enables high throughput manufacturing 
using roll-to-roll printing techniques. Transparent electrodes 
are made here from a graphene-based ink, which gives suffi -
cient conductivity for this type of application. 
 2.  Results and Discussion 
 2.1.  Samples and Electrode Properties 
 The electrodes for piezoelectric fi lm-based touch panels were 
fabricated from three different nanostructural carbon inks. 
One of the inks contained a CNT/xylan nanocomposite, and 
the two others were composites of graphene and a conducting 
polymer. Electron-beam evaporated copper electrodes were 
used as reference samples. Photos of fabricated samples are 
shown in  Figure  1 . The electrode deposition was done on both 
sides of the PVDF fi lm to accomplish the triple-layered struc-
ture, in which four arrow-shaped keys formed the top layer on 
the PVDF, and one large square pattern formed a ground plane 
on the opposite side of the fi lm (see Figure  1 (a-c)). Two dif-
ferent solution-processing methods, doctor blading and spray-
coating, were used for electrode deposition, and the patterning 
was done using mechanical masks. The CNT and the graphene 
screen inks were spread with a doctor blade across the mechan-
ical mask, and the graphene inkjet ink was spray-coated with 
an airbrush (Silverline). For the reference sample 100 nm thick 
copper electrodes were fabricated on PVDF fi lm using vacuum 
evaporation and a mechanical mask. 
 The measured sheet resistances for different electrode mate-
rials are listed in  Table  1 . The mean and the standard devia-
tion from 25 repetitive measurements per each sample are pre-
sented i.e., the measurement was repeated fi ve times for each 
key and the large ground plane. 
 The piezoelectric touch panels were laminated with a pouch-
laminator (Fellowes, Inc.) to provide a waterproof enclosure and 
some mechanical support. To ensure the waterproof enclosure 
during water immersion tests, a water absorption test was exe-
cuted according to the European standard EN ISO 62:2008 [ 40 ] to 
measure how much the lamination covering the panels would 
absorb water in 24 h. The water absorbance measurements 
showed only a 0.37 wt% change in average, which indicates that 
the lamination material was suitable for water immersion tests. 
 The transparency and the fl exibility of the thin graphene 
sample S5 are seen in Figure  1 e and  1 f. The photonic trans-
mission was measured in the 420–650 nm range following 
the standard MIL-DTL-62420. The transparency of the arrow-
shaped keys in the sample S5 was 64.7%. The transparency can 
be considered good because the transparency of the sole lami-
nation fi lm was 74.1% and the transparency of the lamination 
fi lm and the PVDF substrate together was 69.6%. Thus, most 
of the optical losses are resulting from the interference and 
refl ections in the lamination fi lms. 
 2.2.  Sensor Sensitivity Measurements 
 Table  1 summarizes the measured sensor sensitivities for each 
sensor with solution-processed electrodes (S1–S3, S5). The 
sensor sensitivity is presented as the mean ± standard devia-
tion of eight repetitive measurements per each sensor type. 









6342 wileyonlinelibrary.com © 2014 WILEY-VCH Verlag GmbH & Co. KGaA, Weinheim
Only one key of each sensor type is measured. As presented 
in Table  1 , the electrode material affects the sensitivity. On the 
other hand, also the lamination may affect by producing addi-
tional stresses to the PVDF material. 
 The touch sensor sensitivities were also measured using 
three different forces (approximately 0.3 N, 1.3 N, and 3.4 N) to 
fi nd out their dependence on the touch force. The forces corre-
spond to low, medium and high forces used with touch panels 
(evaluated with a balance). The results are shown in  Figure  2 . 
It was found that the amount of generated charged increased 
very linearly as a function of applied force. Hence, the sensitivi-
ties of the sensors are constant for various force regimes. Based 
on the sensitivity measurements, repeatability was good and 
fatigue effect was not observed. 
 2.3.  Panel Operation in Dry and Moist Environments 
 The response of the touch panels were measured using the 
setup described in  Figure  3 consisting of a charge amplifi er, 
and an analog-to-digital converter (ADC). The temperature of 
the touch panel was measured simultaneously. 
 In addition to pressing the panel with a fi nger, a custom-
made stylus was used in water immersion tests to rule out the 
pyroelectric phenomena caused by a human fi nger maintaining 
the body temperature. The stylus consisted of a metallic weight 
formed into a cylinder with a rubber tip on top of the cylinder 
mimicking a real fi ngertip. 
 To demonstrate that the panel works in a moist environment 
and underwater, several tests were conducted in different meas-
urement confi gurations both in a laboratory environment and 
by immersing them in a sink fi lled with water.  Figure  4 shows 
the response signals obtained in the shower, in dry ambient 
air, and in underwater conditions. It can be noticed from 
Adv. Funct. Mater. 2014, 24, 6340–6347
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 Figure 1.  Photos of the samples a) S1, b) S2, c) S3, d) S4, and e,f) S5. The high transparency (e) and bendability (f) of the sample S5 is illustrated as 
placed above a postcard and when bent.
 Table 1.  The measured sheet resistances and sensitivities. 
Sample name Electrode material Sheet resistance 
[Ω sq −1 ] 
Sensor sensitivity [pC 
N −1 ] 
S1 Graphene screen ink 620 ± 10 44.6 ± 4.1
S2 Graphene inkjet ink, 
thick
76 ± 8 29.7 ± 5.2
S3 CNT/xylan ink 68 ± 8 26.4 ± 2.9
S4 Copper 1.0 ± 0.2 –
S5 Graphene inkjet ink, 
thin
1400 ± 20 34.9 ± 5.8





















 Figure 2.  Linearity of the touch sensors S1, S2, S3, and S5. The charge 
developed by the sensor [pC] is presented as a function of the dynamic 
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Figure  4 that there is no cross-talk effect between two adjacent 
keys. However, when the panels were not fi xed to the rigid sur-
face during the operation, considerable cross-talk between adja-
cent keys was observed because of the bending of the PVDF 
fi lm. 
 2.4.  Pyroelectric and Piezoelectric Responses 
 There are two simultaneous effects, pyroelectric and piezo-
electric, which defi ne the overall touch response of piezoelec-
tric panels. [ 30 ] When a key is pressed, the two responses are 
superimposed in the resulting signal: mechanical pressing 
causes a piezoelectric effect, and temperature change causes 
a pyroelectric effect. These effects happen simultaneously, 
making them hard to separate. The pyroelectric response 
signal is proportional to the temperature difference between 
the fi nger/stylus and the touch panel, whereas the piezoelectric 
response is proportional to the applied force. In many applica-
tions, the timescales for mechanically induced deformations 
are different than those associated with thermal processes. [ 27 ] 
Heat transfer mechanisms are typically slower. Therefore, 
the resulting pyroelectric effect takes place at lower frequen-
cies than the piezoelectric effect and thus, the mechanical and 
Adv. Funct. Mater. 2014, 24, 6340–6347
www.afm-journal.de
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 Figure 3.  The sensor response measurement setup.
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thermal signals can be separated by frequency fi ltering. [ 27,41 ] 
This, however, is an application specifi c issue. The phenomena 
of simultaneous piezo- and pyroelectric effects are demon-
strated in  Figure  5 , where the response curves from sample S5 
immersed in 20 °C and at 50 °C water are plotted in the cases 
of pressing with fi nger and stylus. When the temperature of 
the fi nger/stylus was higher than the temperature of the touch 
panel, the measured change is negative (see Figure  5 a,b); and 
when the temperature of the touch panel exceeded the tem-
perature of the fi nger/stylus, the observed signal direction is 
positive (see Figure  5 c,d). Each graph in Figure  5 a-d presents 
the response signals from two adjacent keys and each key is 
pressed twice either with a fi nger or stylus. 
 2.5.  The Operation in Sunlight 
 In real life applications, when the touch panel is exposed to 
the sunlight, the absorption of heat results to a pyroelectric 
response signal. The touch panels were tested during a sun-
light exposure, and the resulting signal responses are shown 
in  Figure  6 a for samples S3 (CNT/xylan) and S5 (Graphene, 
thin). To compare the pyroelectric and piezoelectric responses, 
the magnitude of the response of pressing keys with a stylus is 
shown in Figure  6 b with an equal scale. In Figure  6 a, a large 
pyroelectric response is seen in the sample S3. In fact, the 
response is so large that it saturates the ADC. This is solely a 
pyroelectric effect as no touch or pressure change was involved. 
The response in graphene (S5), on the other hand, is on the 
same order of magnitude as the pressure response. However, 
the pyroelectric response is much slower and thus it may be 
possible to separate the effects based on response speed. The 
result is expected: the more transparent the panel is, the less 
it will be warmed in the sunlight, and the smaller pyroelectric 
response is seen in the signal. The insensitivity to sunlight is 
a highly desirable effect in touch panels, especially in outdoor 
applications. 
 In comparison, Rendl et al. proposed the use of an additional 
foil which acts as a temperature absorbing layer to reduce the 
pyroelectric response. [ 30 ] However, such absorbing layer plate 
is not transparent, which is the key characteristic of our pro-
posed touch panel technology. Furthermore, the absorbing 
layer decreases the effect only about 60% which is not enough 
in practical applications. 
 2.6.  The Temperature Dependency of the Response 
 The charge generated by the sensor versus temperature graphs 
obtained from the water immersion experiment are presented 
in  Figure  7 . The fi rst and last data points at 30 °C room air 
(marked with “ x ”) are measured before and after the immer-
sion, respectively. The solid square markers represent key-
strokes done underwater with the stylus, and the open sphere 
markers represent the keystrokes done with a fi nger. As 
Adv. Funct. Mater. 2014, 24, 6340–6347
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 Figure 5.  Positive and negative pyroelectric response curves from sample S5 obtained at two temperatures, a,b) at 20 °C and c,d) 50 °C, and touching 
either with a,c) stylus and b,d) fi nger. Each key is pressed twice.


















 Figure 6.  Sunlight exposure test results from the samples S3 and S5. 
a) The response signal in sunlight vs in the dark (sample covered). b) The 
response while pressed with the stylus in sunlight. The transparent gra-
phene sample S5 shows much smaller pyroelectric response (less radia-
tive heating) than the non-transparent CNT sample S3, whereas the 
magnitude of the pressure response is on the same order of magnitude 
in both samples. Also, the effect of the pressure response is much faster 
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observed from the curves, the response signals are linearly 
dependent on the water temperature. 
 A highly temperature-dependent response was observed in 
the case of fi nger touch because of the larger role of pyroelectric 
effect. However, in the case of stylus touch, the temperature-
dependency is less signifi cant. It is important to notice from 
Figure  7 that a stylus touch does not heat (or cool) the panel elec-
trode as much as a fi nger touch. This indicates that the piezo-
electric effect plays a bigger role when the panel is not heated 
(or cooled) by the fi nger. In all cases, the response to touch was 
largest when the water temperature was furthest away from the 
stylus/ fi nger temperature. 
 3.  Conclusion 
 In this paper, it has been demonstrated how fl exible and 
transparent touch panel electrodes can be manufactured 
from a solution processable graphene-based ink, using a 
spray coating method, onto a PVDF fi lm. Other solution pro-
cessable electrode materials and e-beam evaporated copper 
electrodes were used for comparison. Transparent and fl ex-
ible panels can be integrated, e.g., on curved, rigid surfaces 
and thus, they offer more possibilities for design issues. 
The results showed that touch panels were functional both 
in moist environment and underwater. In the water immer-
sion tests, the overall response of the touch panel was the 
summed response from the piezo- and pyroelectric effects. It 
was observed that a fi nger touch response showed a higher 
temperature-dependence than a stylus touch response, 
because of the larger role of pyroelectric effect. In the sun 
exposure test, the sunlight had a much smaller impact on 
the transparent graphene-based electrodes than on the black 
CNT-based electrodes. These results show that piezoelectric 
PVDF touch panels with graphene-based solution processed 
electrodes are convenient, for example, for outdoor applica-
tions, because water and sunlight would not disrupt their 
functionality. 
 4.  Experimental Section 
 Materials : A CNT/xylan nanocomposite ink, which was still in 
development phase, was obtained from Morphona Ltd. [ 9,10 ] and 
graphene/conductive polymer composite inks were purchased from 
Innophene. Graphene inks were PHENE+ I3015 formulated for inkjet 
printing, and PHENE+ P3014 formulated for screen printing. The CNT 
ink has a 3.5 wt% solid content that includes 2.5 wt% of CNT and 
1 wt% of xylan. The Innophene inkjet ink consists of 1–5 wt% polymer 
and 1–5 wt% graphene and it also includes organic solvents such as 
diethylene glycol and ethanol. The ingredients of the Innophene screen 
printing ink were 1.0–5.0 wt% polymer, less than 1.0 wt% graphene, 
and solvents such as diethylene glycol, ethanol, and propylene glycol. A 
silver fl ake ink [ 3 ] and a copper adhesive tape were used to attach wires 
to the panel. The silver fl ake ink (Acheson Electrodag from Henkel) had 
solid content of 72 wt% containing n-propylacetate as the solvent. A 
piezoelectric 110-μm-thick PVDF fi lm (purchased from Measurement 
Specialities Inc.) was used as the functional substrate material for all 
the fabricated touch panels. PVDF is a semicrystalline polymer having 
a solid and homogenous structure. The change in fi lm thickness due to 
an external force compressing the fi lm generates a charge and thus, a 
voltage to appear at the electrodes. This phenomenon is known as the 
direct piezoelectric effect. The PVDF material is not suitable for static 
measurements and only the change of an external pressure can be 
measured. The piezoelectric coeffi cients provided by the manufacturer 
are  d 33 = –33 × 10 −12 C N −1 (compression) and  d 31 = 23 × 10 −12 C N −1 
(stretching). [ 27 ] These coeffi cients can be also expressed in the units 
(m m −1 ) (V m −1 ) −1 corresponding to a deformation per electric fi eld 
strength. The Young's Modulus of 2–4 × 10 9 N m −2 was reported by the 
manufacturer. [ 27 ] The piezoelectric coeffi cients of the PVDF material tend 
to increase with temperature; the temperature dependence is reported 
e.g., in references. [ 27,42 ] The PVDF material is also pyroelectric: as the 
fi lm is heated, the dipoles within the fi lm exhibit random motion by 
thermal agitation, causing a reduction in the average polarization of 
the fi lm and thus generating a charge build up on the fi lm surfaces. 
The amount of electrical charge produced per degree of temperature 
increase is described by the pyroelectric charge coeffi cient ( p = 
30 × 10 −6 C m −2 K −1 ). [ 27 ] 
 Manufacturing Methods : A laser cut stencil (purchased from Easy-Cad 
Oy) was used as a mechanical mask for copper evaporation. Masks used 
to defi ne ink patterns were fabricated from 125-μm-thick poly(ethylene 
terephthalate) (PET) fi lm (Melinex ST506 from Dupont), and cut-out 
holes were made by carving them with a craft knife. The arrow shaped 
keys were chosen to simulate a remote control device for tuning of 





































 Figure 7.  Measured response amplitudes in underwater conditions for samples a,b) S2, c,d) S4, and e,f) S5 when pressing sequence is done by the 
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volume and channel in a media player. Temporary bonding adhesive 
(Zig 2-Way Glue) was used to secure PET masks in place during 
coating. The adhesive also prevented the ink from leaking underneath 
the mask. During the spray-coating, the sample was placed on top of 
a 60 °C hot plate so that the hot plate would dry the ink just enough 
to ensure even layer formation. Without the hot plate, the ink aerosol 
would agglomerate and form large individual drops on the surface of the 
PVDF. After each electrode deposition, samples S2 and S5 (Graphene, 
inkjet) were dried in a convection oven; the thicker panel for 15 min at 
65 °C and the thinner panel for 8 min at 65 °C. Since the electrodes 
were deposited on both sides of the PVDF substrate, each panel 
underwent two oven treatments. After the ink deposition, the manually 
doctor-bladed sample S3 (CNT) was left to dry at room temperature 
and sample S1 (Graphene, screen) was dried in a convection oven for 
10 min at 60 °C. The wiring for the piezoelectric touch panels was made 
by attaching a wire with silver ink to each of the keys and one to the 
square pattern. In the thicker graphene panel, insulated single-strand 
wires were used. However, in the thinner graphene panel, individual 
wire strands from an insulated wire bundle were used to maximize the 
transparency of the touch panel. 
 Sheet Resistance Measurement : A multimeter (Keithley 3435 100 W 
SourceMeter) and an in-house four-point probe were used in sheet 
resistance measurements. [ 3 ] The four-point probe has four spring 
probes, two current-carrying and two voltage-sensing, placed in line 
with equal spacing ( s = 3 mm). Finally, the corrected sheet resistance 
was calculated using equation  R S =  G × (π/ln2)  × ( V / I ), where  I is the 
applied current between the two outermost probes,  V the measured 
voltage between two innermost probes and  G an additional geometric 
correction factor which is determined by sample dimensions and the 
probe spacing. [ 43 ] The geometric factors for arrow patterns were  G = 
0.635. 
 Water Absorption Measurement : The procedure for determining the 
water absorption was done by cutting six 6.1 cm × 6.1 cm pieces out 
of a single, previously heat laminated, lamination pouch (composed of 
two 125 μm thick sheets). Samples were dried in a convection oven at 
50 °C for 24 h, and after cooling back to room temperature, they were 
immersed in distilled water for 24 h. To determine the percentage 
change on mass, indicating to the amount of water absorbed, each 
sample was weighed before and after the water immersion. [ 40 ] 
 Optical Transparency Measurement : The transparency measurement 
was conducted based on the principles of the standard MIL-DTL-62420. 
The photonic transmission at wavelength range 420–650 nm was 
measured using an Ocean Optics spectrometer. The incident light is 
produced by halogen lamp D65. The light is transferred to the sample 
through an optical fi ber and collected again by a second fi ber transferring 
the light to the photodetector. 
 Sensitivity Measurements : The sensor sensitivity measurement setup 
is previously reported. [ 3,31 ] Briefl y, the Brüel & Kjaer Mini-Shaker Type 
4810 was used in the sensitivity measurements to provide a dynamic 
excitation force. A sinusoidal input for the shaker was provided with a 
Tektronix AFG3101 function generator. A pretension, which produces 
static force of about 3 N, was used to keep the sensor in place. A 
commercial high sensitivity dynamic force sensor (PCB Piezotronics, 
model number 209C02) and a load cell (Measurement Specialties Inc., 
model number ELFS-T3E-20L) were used as reference sensors for the 
dynamic excitation and static forces. The charge developed by the sensor 
was measured with a custom-made combination of a charge amplifi er 
and a 16-bit AD-converter. The sensor key element was excited a 10 s 
period with a dynamic, sinusoidal 2 Hz input signal of 1000 mV (peak to 
peak), resulting in approximate force of 1.3 N. The four excitations were 
done by applying the force in the middle of the sensor. The excitations 
were repeated on both sides of the sensor, resulting in a total of eight 
excitations per sensor key element. 
 Sensor Response Measurement Setup : Sensor signals need to be 
amplifi ed before digitizing. A charge amplifi er with the amplifi cation of 
0.210 V (nC) −1 was used. The conversion was done with a 16-bits analog-
to-digital converter (ADC) (model ADS8344 from Texas Instruments). A 
sampling frequency of 57 Hz was used. With this set up, we were able 
to measure charges between –6 nC and 6 nC. The water temperature 
was measured simultaneously during the response measurement with a 
temperature sensor (model 18B20 from Dallas), which was attached to 
the glass plate next to the samples with a double-sided adhesive tape. 
A schematic of the sensor response measurement setup is shown in 
Figure  3 . 
 Sunlight Exposure Test : For the sunlight exposure test, the thin 
graphene sample S5 and the CNT sample S3 were attached side-by-
side to the same transparent plastic plate with double-sided tape. 
This ensured that environmental changes happened simultaneously 
to both samples. The plate was positioned next to an open door and 
turned towards the sun. The ambient air temperature was 19 °C in the 
beginning of the measurement. Then, a metal plate was positioned to 
block the sun exposure to the samples. 
 Moist Environment Tests : In the shower tests, the sample S1 was 
attached to the wall using PET fi lm and temporary bonding adhesive. 
Tests were performed under a spray of water in a shower. The 
functionality tests for samples S2–S5 were performed in both laboratory 
environment and by immersing them in a sink fi lled with tap water. 
The samples were immersed in the depth of approximately 3.5 cm 
in stationary water. The sequence of pressing test consisted of two 
keystrokes per key with both a fi nger and a stylus. From the response 
curves, a maximum deviation (either positive or negative) from the 
signal base level is interpreted as a response value.  In the water 
immersion tests the fi rst test sequence was performed on a table before 
the immersion. The next six sequences were performed underwater, and 
between each sequence, the water temperature was increased by 5 °C, 
starting from a temperature of 20 °C to the maximum temperature of 
50 °C. After the immersion, the touch panel was lifted out from the sink, 
and the pressing sequence was executed for the last time after the panel 
had cooled down to approximately 30 °C. 
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Abstract 
In this paper we report a design and fabrication 
process for a screen printed, skin-mounted hybrid system 
for electrocardiogram (ECG) measurements. The system 
consists of printed electrodes on a stretchable bandage 
substrate designed to be attached to the chest, an 
electronics module, and a data receiving device. The 
electronics unit is reversibly attached to the single-use 
electrode bandage to measure the ECG data. The ECG 
data is then transmitted to a mobile device via Bluetooth 
Low Energy and the mobile device then displays the data 
graphically and sends it further a cloud for storing and 
further analysis. The attained quality of the measured 
ECG signals is fully satisfactory to compute important 
cardiac parameters and after preprocessing the signal 




Vital sign monitoring is evolving from stationary, 
wire-connected monitoring to a mobile monitoring with 
wireless sensor systems. Monitoring systems are 
shrinking in physical size and weight, and the monitoring 
electronics are brought closer to the patient, as is already 
done with wearable measurement devices. Several 
physiological parameters can be measured without 
penetrating the most outer layer of the human body, the 
skin. Consequently, unobtrusive body monitoring, where 
the monitoring is done with skin-mounted devices, is a 
fast growing research field.  
Continuous vital sign monitoring might tremendously 
benefit several patient groups. For example, cardiac 
patients may experience unpleasant sensations from the 
heart outside the hospital environment, and it might be 
crucial to be able to verify the degree of criticalness 
immediately when the symptoms arise. To improve the 
skin/sensor interface and wearability of the devices 
(comfort and ease of application) in these tracking 
situations, the development is transitioning from rigid and 
planar electronic systems towards more adaptable, skin-
mounted electronics [1,2].  
Skin-mounted electronics or epidermal electronics 
refers to electronic systems that have several beneficial 
properties, such as elasticity, thin structure and 
lightweight, to be mounted on the bodies’ epidermis 
(outer layer of the skin) [3]. Skin mounted electronic 
systems can provide new kinds of medical applications to 
measure vital signs non-invasively or even offer drug 
delivery mechanisms through the skin [4]. To reduce 
costs and waste material related to manufacturing of 
epidermal electronics, additive screen printing can be 
utilized in place of multiphase subtractive lithographic 
techniques. 
Here we report a system level description, fabrication 
process and electrical characterization results for a 
printed, skin-mounted hybrid system for 
electrocardiogram (ECG) measurements. Both the 
conductors and the electrodes on a bandage substrate 
were fabricated using stretchable silver/silver chloride ink 
and screen printing. Stretchable silver ink was deposited 
on top of a 50-μm-thick polyurethane film, which was 
then heat laminated with transparent adhesive film to 
provide the adhesive layer for the system. The 
manufacturing process together with the stretchable 
substrate and ink enable cost-efficient fabrication for 
stretchable hybrid systems. 
The resulted skin-mounted system is designed for 
measuring the ECG using a small area electrode 
configuration called EAS, that is a subset of an EASI lead 
system introduced by Dower et al [5]. In EAS lead 
configuration three electrodes are located at the lower part 
of the sternum (electrode E), at the standard ECG V5 
(electrode A) and at manubrium (electrode S). Using this 
small area electrode configuration makes it possible to 
integrate a rigid ECG measurement module with the 
stretchable bandage type of a substrate, and because of 
this, it can be used also in ambulatory situations. 
ECG measurements were conducted while the test 
person was sitting, lying down and when the person was 
walking. The quality of the measured ECG signals is fully 
satisfactory to compute heart rate and many other 
important cardiac parameters. After proper preprocessing, 
the measured signals also offer potential for morphology 
analysis of ECG wave shapes. 
 
EAS lead system 
For maximal clinical impact, an electrode setup 
considered for ambulatory ECG monitoring requires 
careful balancing between patient comfort and both 
accuracy and completeness of the measurement setup. In 
vastly under-diagnosed atrial fibrillation monitoring, for 
example, non-invasive ambulatory electrocardiographic 
patch devices have been claimed superior to conventional 
Holter monitors chiefly due to unobtrusive and user-
friendly designs that have led to longer study periods and 
higher study completion rates [6]. Typically, these sorts 
of patch devices are measuring a single bipolar lead with 
a short intra-electrode distance (IED) [6], and thus are 
dependent on the careful placement of the device, as the 
prominence of atrial and/or ventricular activity in such a 
lead is highly dependent on the positioning of the device 
[7-9]. Nevertheless, the benefits of bandage type devices 
– including ease of use, little intrusion to daily activities, 
staying hygienic and resistant to water – are significant in 
the user’s point of view to the extent of overweighting the 
shortcomings and having better clinical yield [6]. 
We consider that many of the said beneficial aspects 
can be translated into multichannel realm in the proposed 
printed and stretchable skin-mounted system that 
essentially bridges the gap between traditional Holter 
monitors and recent patch type devices. For arrhythmia 
monitoring purposes, we expect that a multi-channel 
device could offer potential for more accurate localization 
of the problems, better analysis of conduction disorders, 
and better power especially in differential diagnosis. Due 
to moderately longer IED and multiple channels, the 
system as a whole can be less susceptible to variations in 
the electrode placement in the sense of diagnostic power, 
and offer much more potential for e.g. ischemic event 
detection. Ambulatory ischemic event monitoring from 
ECG has been shown capable of identifying high risk 
patient subsets, and evidence exists for improved 
outcomes after detection and treatment of asymptomatic 
ischemia [10]. What is more, monitoring of ST-segment 
changes can be used to monitor the response to treatment 
in acute MI (AMI) patients [10]. 
Any lead system is faced with the de-facto main 
diagnostic tool status that the standard 12-lead system 
has, as the vast body of scientific literature includes 
decades of work on the standard 12-lead system, its 
modifications and individual leads. In line with this fact, 
the EAS electrode setup is a subset of an extensively 
studied EASI lead system introduced by Dower et al [5]. 
Typically, the full EASI setup is used in derived lead 
systems which synthesize the standard 12-lead ECG 
channels from the measured EASI leads to conform to its 
aforementioned de-facto status. Moreover, the EASI-
synthesized standard leads have been shown in e.g. [11-
14] to offer similar diagnostic quality compared to the 
standard lead system, and also to have similar potential in 
the synthesis of leads optimized for coronary artery 
specific acute myocardial ischemia detection [15], for 
instance. Compared to the full EASI system, the reduced 
EAS setup is expected to retain a significant part of the 
diagnostic information and have potential for lead 
reconstruction as research exists on the individual bipolar 
leads (ES, AS, and AE) of the EAS system. It should be 
noted that only two of these are independent, and any one 
of them can be expressed as a linear combination of the 
two other leads. 
The ES lead – also known as the Barker lead [16] and 
the vertical sternal lead – is very close to the CM2 (CM-
V2) lead often used in Holter devices the difference being 
in the location of the E electrode that is placed right to the 
standard V2 position instead of the lower part of sternum. 
According to [17], the ES lead exhibits larger P-wave 
area than the Lewis [18] lead and many non-standard 
bipolar leads used in Holter monitoring.  A study [19] on 
a modification of the Lewis lead showed that in the ES 
lead the atrial signal amplitudes are at a similar level to 
the modified Lewis lead specifically developed for atrial 
monitoring. It should be noted that the modified Lewis 
lead differs from the ES lead only in the placement of the 
E electrode, as in the former it is placed at the fifth 
intercostal space to right of the xiphoid process. 
Additionally, the study showed that the ES lead has a 
similar susceptibility to baseline wander, a slightly 
increased susceptibility to electromyographic (EMG) 
noise, and higher ventricular activity amplitudes 
compared to the modified Lewis lead. Another recent 
atrial lead study [20] concluded that whilst their proposed 
“P-lead” provides the best P-wave signal strength, the 
modified Lewis lead and ES lead have an improved RMS-
ratio of P-wave to the QRS-complex and T-wave. Their 
P-lead is measured bipolarly between electrodes at sternal 
clavicular junction and the midpoint of the left costal 
margin in-line with the seventh intercostal space. 
Therefore, the ES lead presents a midway compromise 
between the strength of the atrial activity, and the ratio of 
that with respect to the strength of the ventricular activity. 
Additional benefits include the central location of the E 
and S electrodes at easily identified anatomical sites on 
the chest separated from moving body parts and large 
muscle groups. 
The AS lead, also known as the CM5, CM-V5 or 
“bipolar V5” lead, is routinely used in Holter monitoring, 
exercise testing and operation theaters. The AHA 
Exercise Standards for Testing and Training [21] 
recommend it as a useful lead not present in the standard 
lead set. It has been shown to provide high sensitivity for 
the detection of exercise-induced ischemia, and 
recommended as the most useful first lead in an 
ambulatory system with bipolar leads [22, 23]. It should 
be noted, however, that the ST level in AS lead has been 
found sensitive to infarcts in lateral aspects whereas 
septal and inferior infarcts can be partly missed, and a 
transthoracic lead can perform better [23, 24]. For 
practical purposes, however, adhesive electrodes placed 
on the back are not very user-friendly in ambulatory 
monitoring and can present signal quality challenges also 
in bedside monitoring while lying on the electrode. 
Together, the EAS combination of ES and AS leads 
should provide good potential for myocardial ischemia 
analysis since the leads CM2 (close to ES) and AS have 
been shown to overall have high diagnostic yield in the 




The monitoring system 
The skin-mounted ECG monitoring system consists of 
four printed electrodes and printed conductors which are 
then connected to a measurement electronics module. The 
data is transmitted via Bluetooth Low Energy to a mobile 
gadget and a cloud service. Finally, medical personnel 
can go through the data and give the feedback to the 
patient. The overall system level description can be seen 




Figure 1. System level description of the ECG monitoring 
device, data transmission and services. 
ECG measurement electronics module 
The electronics module consists of two units, a digital 
unit and an analog unit. The digital unit houses the 
processing, power and wireless connectivity modules of 
the device. A cortex ARM M4F microcontroller TZ1001 
clocked at 48 MHz from Toshiba Semiconductors is used 
in the design. The microcontroller also incorporates a 
Bluetooth Low Energy version 4.0 radio for wireless 
connectivity. A power management chip (PMIC), 
TPS65720 from Texas Instruments provides stable 3.3 V 
and 1.8 V regulated supplies. These supplies are made 
available in the half-moon edge connector for supplying 
power to the analog unit. In addition, the PMIC also 
houses a Li-Po battery charger, with the maximum charge 
current set to 100 mA. An external reset monitor, 
TCM810 from Texas Instruments, makes sure that the 
battery voltage does not fall below 3 V, by shutting off 
the battery line to the PMIC, in case battery voltage drops 
below the threshold.  A 3 V voltage reference chip 
REF3330AID delivers a stable reference voltage for the 
ADCs. Three sets of half-moon edge connectors are 
provided around the motherboard to provide the necessary 
analog, digital and power lines to the sensor board. This 
includes ADC lines, JTAG programming lines, serial 
communication lines, GPIOs and 3.3 V & 1.8 V power 
lines. The micro-controller has a four channel 12-bit SAR 
ADC and a three channel 24-bit Sigma-Delta ADC. The 
12-bit ADC can be configured in both differential and 
single ended modes. The 12-bit ADC configured in 
single-ended mode is used in the device.  A basic block 
diagram representation of the digital unit is shown in 
Figure 2. 
TZ1001 also includes a 3D accelerometer, which can 
be used to estimate the posture and state of motion of the 




Figure 2. A basic block diagram representation of the 
digital unit. 
The signal conditioning in three ECG channels is 
realized with identical single stage amplifier connections 
using INA333 instrumentation amplifier. The inverting 
inputs of each amplifier are connected to a common 
reference electrode. An RC high-pass filter in front of the 
amplifier takes care that high enough gain (i.e.123 in our 
case) can be set without a risk of saturating the amplifier 
by a possible DC-offset produced in the electrodes. The 
analog high-pass and low-pass cut-off frequencies have 
been set to 0.28 and 106 Hz, respectively. Electrical 
safety is ensured by limiting the patient auxiliary current 
in case of a single fault condition to 21 μA with the 
resistors in the amplifier input. The amplifier and other 
electronics of the device are protected against ESD with 
zener diodes. Figure 3 shows the schematic of a single 
ECG amplifier section. 
 
Figure 3. Schematic diagram of the amplifier connection 
of one ECG channel. 
The input referred RMS quantization noise of the 
ADC alone is 1.7 μV, which is caused by the quantization 
step of 6.2 μV. The total RMS noise of the electronics 
(including quantization noise) was measured to be 3 μV 
when referred to the amplifier input. 
The average current consumption of the entire 
electronics was measured to be 5.8 mA when transmitting 
the signals of the three ECG channels with 250 Hz 






























































220 mAh, the estimated operation time of the ECG 
monitor approaches 38 hours. 
 
Mobile app and cloud 
In this section we briefly describe the Bluetooth 
communication between the ECG bandage and a mobile 
device, then we focus on how the data is stored and 
viewed on the mobile device and last we come to the 
cloud service and how the data is transferred and stored 
there. 
The mobile application, developed for the Android 
platform, was designed to enable a mobile device to 
acquire ECG data from the ECG bandage via Bluetooth 
low energy (BLE), graphically display the ECG data, 
record the data, and send them to the cloud for storage 
and further analyses. To receive ECG data from the 
sensor patch, the mobile application first initiates and 
establishes a connection between the mobile device and 
the sensor patch and then registers for notification so that 
ECG data could be transferred from the sensor to the 
mobile device as notifications at some set intervals. Data 
transfer continues as long as both devices are connected. 
Here, the data transfer is done using a custom BLE 
service developed by Nordic Semiconductors, Nordic 
UART Service, which emulates UART/Serial port over 
BLE. This BLE service was used here because of the 
flexibility it offers for this research and development. 
Mobile application can read data from multiple sensors on 
each BLE connection and as well from multiple BLE 
connections simultaneously. This allows the application 
to act as a central unit for a complete body area network 
formed by multiple sensor devices that are each carrying 
out multiple measurements. 
The mobile application decodes the ECG data packets 
received from the sensor patch to retrieve the ECG 
samples, and then displays them graphically using a 
commonly used open source Android charting library 
called AchartEngine.  It also provides the user an option 
to locally record some of the data for up to ten minutes 
and storing them on the mobile device for later reference. 
The recorded data are stored in a json file, one separate 
file per record, together with some metadata needed for 
further processing and analyses like the recording time, 
the sequence numbers of the packets and the name or 
identification number of the sensor patch from which the 
data were received. The stored data could then be 
forwarded to the cloud via HTTP for storage, further 
processing and analyses. HTTP is used at this stage of 
development because security is not yet a concern. A 
secure protocol, HTTPS, would be used later in the 
development. 
The cloud service is intended to store ECG data and 
other related data such as the time the data were acquired, 
patients’ basic information related to the data, the 
identification numbers of the sensor patches, etc. It is also 
intended to perform some analysis on the ECG data and 
store the result to be viewed and interpreted by qualified 
medical practitioners. 
The cloud service was implemented using Node.js on 
the server side and Angular.js at the client side. A NoSQL 
database, MongoDB, was used for the database 
implementation. The server and the client codes belong to 
a single application hosted on the Amazon Elastic 
Compute Cloud (EC2) and the database is hosted on 
MLab. The key interest here is to learn more about the 
suitability of these technologies for this task. In its current 
state, the cloud service only stores ECG data along with 
other related data and some patients’ basic information. It 
also displays the stored ECG data graphically. The 
analysis feature and the GUI to view the results of the 
analysis are yet to be implemented.  The analysis software 
will be running on a server of its own and will have an 
API that allows the storage cloud service to connect to it. 
During this research we will study the suitability and 
scalability of these technologies for use cases that store 
continuous measurement data.   
 
Fabrication of electrodes 
Silver electrodes and the circuitry were screen printed 
using TIC SCF-300 screen printer and CI-4040 
stretchable Ag/AgCl ink (ECM). The silver ink contains 
40 – 50 wt% silver powder and 5 – 15 wt% silver chloride 
powder diluted in a diethylene glycol ethyl ether acetate 
solvent. The printed pattern was defined by a polyester 
screen with a mesh count of 79 threads cm-1, a mesh 
opening of 69 μm, and a stretching angle of 22.5°. 
Printing was done on a 50-μm-thick Platilon 
thermoplastic polymer substrate (Covestro). After 
printing, the silver pattern was annealed in a convection 
oven at 130 °C for 30 minutes. 
The print, with polyurethane substrate, was heat 
laminated with Opsite Flexifix transparent polyurethane 
film. Opsite film has an acrylic adhesive layer underneath 
a polyurethane layer and this adhesive layer is used to 
attach the bandage to the skin. One additional 
polyurethane (50 μm Platilon) layer is laminated on top of 




Figure 4. Printed electrodes laminated with an adhesive 
film. Connections for the electronics module are marked 
with a red dashed rectangle. 
Figure 4 presents the printed electrodes without the 
electronics module. Anisotropic conductive tape (ACA) is 
used to attach the electronics to the bandage both 
electrically and mechanically. ACA provides electrical 




contact areas (marked with a red dashed rectangle in 
Figure 4). 
Copper tape was used to provide the electrical contact 
from the print on top of the bandage structure, so that the 
electronics module can be attached to the bandage. To 
improve the electrode skin interface a 0.89-mm-thick 




Testing of the developed ECG monitoring system and 
the printed electrodes were done for one male volunteer 
who had no diagnosed heart related problems. Body hair 
was removed, skin was wiped with disinfectant and dead 
skin cells were scraped off with a rough sponge around 
the electrode areas prior to the measurements. Figure 5 
presents the monitoring system and the printed electrodes 




Figure 5. Monitoring system and printed electrode 
placement.  
 
The measurements were done in three conditions: 
while lying, while sitting and during walking. Each of the 
phases were 2 minutes long and consequently the overall 
measurement time was 6 minutes. 
 
Results and Discussion 
Figure 6 shows five second extracts of the ECG 
signal from the three measurement conditions. While the 
measurement device uses single-ended configuration and 
measures the potentials of E-, A-, and S-electrodes with 
respect to a common reference electrode located between 
the E- and S-electrodes, the signals are converted to A-E, 
A-S, and E-S measurement leads by adding or subtracting 
them. The raw ECG signals of the three leads are 
presented with a different color. The red line (top) is the 
A-E lead signal, the blue line (middle) is measured 
between the A-S electrodes and yellow (bottom) signal is 
from the E-S lead. The signal plots show excellent signal-
to-noise ratio even without any preprocessing thus 
allowing for detailed analysis of ECG morphology.  
 
Conclusions 
This paper presented a printed, skin-mounted hybrid 
ECG measurement system for continuous ECG 
monitoring. The system consists of printed electrodes, 
which are printed onto stretchable substrate with 
stretchable Ag/AgCl ink, a rigid electronics module, and a 
mobile user interface device. The print is laminated onto 
an adhesive film which is used to attach the electrodes to 
the skin.  The electronics module is secured in place on 
top of the electrode bandage using conductive tape. This 
enables the removing of the reusable electronics part 
while the printed bandage is being disposed. The data 
from the ECG device is transmitted wirelessly via 
Bluetooth Low Energy to a mobile device where the data 
is visualized and sent further to cloud. 
The performance of the device was demonstrated with 
measurements where a male subject wore the ECG 
bandage and was lying down, sitting and walking for 2 
minutes per activity. The resulting signal quality is 
sufficient for detailed ECG analysis. 
Figure 6. Recorded ECG signal when the subject was lying down for 2 minutes, sitting for 2 minutes and walking 
for 2 minutes. Red: A-E lead signal, blue: A-S lead signal and yellow: E-S lead signal. 
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to intervene this global issue. Wearable 
devices and telehealth are enabling a for-
mation of a new segment among health-
care technologies. These medical devices 
could provide continuous monitoring of 
risk patients, early symptom detection, 
and reduced healthcare costs.[2] Contin-
uous monitoring is required especially in 
cardiac healthcare because the cardiovas-
cular disease symptoms may occur at any 
time of the day. For that reason, different 
monitoring systems have been devel-
oped to detect the cardiac events, and the 
occurred symptoms define the right moni-
toring type. Ambulatory electrocardio-
graphic (Holter) monitoring is one option 
and it is the clinical standard of care for 
detecting cardiac events. A Holter monitor 
is a portable measurement device with 
wire-connected electrodes. Electrodes are 
attached to the patient’s skin to record the 
low-level electrical potentials originating 
from the de- and repolarization of the 
cardiac muscle, during every heartbeat, and are transferred to 
the body surface by the volume conductor formed by the body 
tissues. This type of monitoring systems can provide useful 
information about the function of the heart from diagnostic 
and prognostic point of view. Nevertheless, they lack the com-
fort important for people who would benefit from wearing the 
monitoring devices for extended periods of time.[3,4]
Due to this, the transition from bulky, wire-connected 
devices to wearable patch type devices is a fast-developing 
research field.[5–7] This enables the development of totally new 
types of structures, called epidermal electronics. Epidermal 
electronics refers to stretchable electronic systems in which 
the mechanical properties of the device align with the human 
skin, and the whole system is so lightweight and thin that it 
integrates seamlessly with the epidermis.[8] Due to these prop-
erties stretchable electronic systems overcome the mechanical 
mismatch and are therefore more comfortable to use even for 
prolonged device wearing time.[4,9,10] Epidermal electronics 
provides novel structures for imperceptible measurements of 
skin movements and different biological signals such as tem-
perature, skin hydration, microvascular blood flow, electromyo-
graphy (EMG), and biochemical and cardiac signals.[4,11–17]
Several types of epidermal electronic systems have been 
developed to record ECG signals. Lee et al. have developed 
an ECG and heart rate logging wearable sensor referred as 
An electrocardiography (ECG) monitoring can be used to detect heart-
related abnormalities by recording cardiac activity over a period of time. The 
conventional 12-lead ECG measurement system is the standard practice for 
the evaluation of the heart’s electrical activity. However, a recent trend is to 
develop patch-type measurement devices for unobtrusive ECG monitoring by 
reducing device size and number of electrodes on the skin. This development 
aims to minimize the discomfort for the user from the wearable recording 
devices. A printed, bandage-type hybrid system for continuous ECG 
monitoring to allow as much comfort as possible while maintaining the signal 
quality required for medical evaluation is proposed. Movement artifacts in 
recorded ECG signals are a challenge in long-term monitoring while the 
patients are engaged in their everyday activities. The movement artifacts from 
the printed skin-conformable electrode are compared to commercial exercise 
stress-test ECG electrodes during different physical activities and stationary 
periods. The results show that the signal quality obtained with the multilead 
patch ECG electrode, manufactured with printing technologies, is comparable 
to electrodes currently used in healthcare.
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Printed Electronics
1. Introduction
World Health Organization (WHO) estimates that 17.9 million 
persons died as a result of cardiovascular diseases in 2016 
(31% of all global deaths).[1] New healthcare solutions are needed 
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“WiSP.” The device is low cost, lightweight (1.2 g and 58 mm 
× 25 mm × 1 mm), and capable of energy harvesting and cap-
turing one ECG lead at a time (lead I, II, or III).[10] Nawrocki 
et al. fabricated and tested an ultrathin (sub-300 nm) biopo-
tential electrodes claiming them to be low-noise and motion 
artifactless. The electrodes were tested by wearing them on 
the arm and by vibrating the skin with an electromechanical 
vibrator.[18] Dong et al. presented a stretchable biopotential elec-
trode for long-term ECG signal recordings and the device was 
tested with one male volunteer.[19] Temperature sensor together 
with gel-less sticky ECG sensor was developed by Yamamoto 
et al. The ECG sensor was tested with one volunteer so that the 
sensor patch was attached to the volunteer’s chest and the patch 
was wire-connected to measuring devices.[20]
Long-term wearability, stretchability of mechanically dif-
ferent materials, permeability, and physiological differences 
between users are critical challenges that need to be over-
come before epidermal electronics can be used in real-life 
applications.[10,18,21,22] For example, to minimize the skin 
irritation of the gel electrodes a lot of research is done to 
develop gel-free dry electrodes.[23–27] Several studies present 
new stretchable electrode, sensor, and measurement system 
designs. Nevertheless, these studies lack the comprehensive 
tests, with both males and females, where the sensors and the 
processing unit are placed in the exact place where the meas-
urement would be done in real-life situations. While in most 
of the earlier studies the developed patch electrodes are made 
for single-lead ECG measurement and aimed for monitoring 
cardiac rhythm, more measurement leads observing the heart 
from several directions are needed. Multiple leads enable 
more comprehensive view about the cardiac activity and, for 
example, monitoring the level of ST segment in the ECG and 
detecting ischemic events.
In this study, we compared a printed, multilead ECG elec-
trode with Ambu Blue Sensor R-00-S electrodes during 
different physical activities to estimate differences in their vul-
nerability to motion artifacts. We recruited volunteers with dif-
ferent body types to verify the functioning in variety of people. 
The subjects performed two identical ≈30 min long tests with a 
resting period in between them. Both test rounds were done by 
wearing either printed ECG electrodes or traditional electrodes. 
Faros 360 (Bittium Biosignals) recording device was used to 
record the signals in both cases. Volunteers were both males 
and females, with different level of physical performance, from 
age 23 to 50. We have validated the signal quality obtained with 
printed multilead patch ECG electrode and showed that signal 
quality, comparable to electrodes currently used in healthcare, 
can be achieved with compact unobtrusive electrode structure. 
The long-term wearability (72 h) of the multilead patch is pre-
sented in ref. [28].
2. Results and Discussion
Figure 1a presents the structure and the layers of the developed 
bandage. Layer 1 is 50-μm-thick thermoplastic polymer film. 
Layer 2 is the same material with screen-printed stretchable 
silver conductors. Layer 3 is polyurethane film with an acrylic 
adhesive layer. Cutout holes are made to the layer 3 and layers 
1–3 are then heat-laminated together. Finally, round-shaped 
pieces of hydrogel were attached to the structure to improve 
the electrical contact with the skin. Figure 1b shows how 
the bandage is cut to its final shape by removing excess adhe-
sive material around the print. More detailed description of the 
bandage structure is presented in the Experimental Section.
To analyze similarities and differences of the signals recorded 
with traditional electrodes and the proposed bandage, a signal 
quality comparison study was conducted with 29 volunteers 
(14 females, 15 males) with no diagnosed cardiac problems. In 
four cases, the subject’s data had to be rejected a posteriori due 
to occurrence of technical problems in the recording leaving 
a totality of 50 data records, 25 with each electrode type. The 
most likely cause for the problems was considered to be related 
to connectivity between the electrode connector and the cabling 
to the recording device. Participants’ characteristics such as age, 
weight, height, and body mass index are listed in Table 1.
Adv. Mater. Technol. 2019, 1900246
Figure 1. A) Multilayer bandage structure. The layer 1 is 50-μm-thick thermoplastic polyurethane (TPU) film, the layer 2 is 50-μm-thick polyurethane 
(TPU) with screen-printed silver conductors, the layer 3 is polyurethane film, and the layer 4 is an acrylic adhesive. Number 5 are hydrogel pieces. 
B) Illustration of the final bandage layout when it is cut out from the larger area substrate.









Mean SD 32.2 ± 7.6 70.2 ± 9.5 171.3 ± 9.9 24.0 ± 3.0
Range 23–50 54–93 153–195 19.3–30.0
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As concurrent measurements with the bandage and elec-
trodes from the same electrode locations are not possible, 
two consecutive incremental exercise tests were made with 
each subject in a randomized order: one with the bandage 
and another one with regular electrodes placed at the bandage 
electrode sites. The measurement protocol included lying still 
(supine position), standing still, walking/running on a tread-
mill at increasing speeds, and finally recovering in sitting 
position. Between the measurements, there was a rest period 
of 1 h. Although the recordings were not made simultaneously, 
we can draw conclusions on differences in the average behavior 
and amounts of variation exhibited in the data at similar heart 
rate levels.
Figure 2 shows the electrode locations in EAS electrode 
system based on which the evaluated electrode was devel-
oped.[29] The electrode E is located on the lower part of the 
sternum, A on the standard V5 electrode location of the 12-lead 
system, and S on the manubrium. The electrode potentials 
are measured with respect to common reference electrode 
G and three bipolar leads are formed as potential differences 
between the electrode sites A, E, and S. Namely, the lead AE 
is the voltage uAE = φA − φE, AS is uAS = φA − φS, and ES is 
uES = φE − φS, where φX denotes the electrical potential at the site 
X. It should be noted that there are only two independent leads 
in this set, and, for example, the lead ES is linearly dependent 
on the two other leads uES = uAS − uAE. Figure 2b presents the 
monitoring system and the printed electrodes secured in place 
for the measurements.
Figure 3 depicts the beat-to-beat variation of the ECG of 
one randomly selected subject in the AS lead of the EAS elec-
trode configuration. The beat-to-beat variations in the AE and 
ES leads are shown in Figures S2 and S3 (Supporting Infor-
mation). Superimposed heartbeat cycles with the characteristic 
P-waves, QRS complexes, and T-waves following each other are 
observed in Figure 3. The signals measured with the bandage 
are shown on the left, and those with the regular electrodes 
on the right. From top to down, the signals have been further 
grouped together according to the exercise test protocol phases 
of lying still (supine position), standing, walking, brisk walking, 
and running that represent the increasing work load portion of 
the test. In each phase, heart rate between the two measure-
ments is similar, and the heart rate does not vary very much 
Adv. Mater. Technol. 2019, 1900246
Figure 2. a) Electrode locations in EAS electrode system and b) a picture of a volunteer wearing the bandage and the data collecting device.
Figure 3. Superimposed beats in AS lead measured with the bandage (left) and ordinary electrodes (right) during lying still, standing, walking 
(3 km h−1), brisk walking (6 km h−1), and running (10 km h−1). Each incremental activity level is biased by −2 mV from top to bottom to show the 
expected increasing beat-to-beat variability of the signals (Volunteer number 24).
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within a phase leading to rather stable superimposition. Due to 
the more varied heart rate range, however, the recovery phase 
(sitting) of the exercise test is not depicted. Regarding the vari-
ation seen in the figures, some changes of the QT intervals 
can be seen caused by the changing heart rate within each 
phase. In addition, the natural beat-to-beat variation caused, 
for example, by respiration, movement, and noise can also be 
seen. Overall, the signals measured with the bandages and 
the regular electrodes have very similar beat-to-beat variability 
patterns. Nevertheless, electromyographic noise during the 
walking phase in the regular electrode measurements seems to 
have been more abundant in this case (middlemost signals on 
the right), and the bandage signals seem to include a bit lower 
frequency variation during running (lowest signals on the left).
In addition to the similar beat-to-beat variation, the mean 
shape of the signals measured with the bandage and the reg-
ular electrodes look similar. This is more clearly depicted in 
Figure 4 that shows the average heartbeat waveform in each of 
the leads and test phases for the same subject. The remaining 
levels of discrepancy, for example, at the R-peak amplitudes 
are explained mostly by minute differences in electrode posi-
tioning, heart rate, respiration, and movements between the 
two measurements.
In the previous figures, we have shown examples of data of 
one subject. To better summarize the beat-to-beat variability of 
the signals of all the subjects, we calculated how much variation 
there is with respect to the average shape of the QRS complex. 
More precisely, we subtracted the mean beats (Figure 4) from 
the individual beats (Figure 3, Figures S2 and S3, Supporting 
Information), and calculated the amount of the residual vari-
ation using the root-mean-square formula within a fixed time 
windows of 50 ms around the R-peak. Figure 5 shows the box-
plot of the deviations in the AS lead. Deviations in AE and ES 
are shown in Figures S4 and S5 (Supporting Information), 
respectively. Again, the results of the bandage measurements 
are illustrated on the left, and the ones obtained with regular 
electrodes on the right; and the measurement phases group 
the data from top to bottom in increasing work load order. 
The distribution of the beat-to-beat deviations of each subject 
is presented with a box with whiskers. Within each box, the 
horizontal line mark indicates the median, and the bottom 
and top edges of the box indicate the lower and upper quar-
tiles, respectively. The whiskers show the smallest and largest 
deviations.
Generally, the deviations between the two measure-
ments (left vs right) are similar, but the distribution is highly 
dependent on the subject. Especially, the median RMS devia-
tions of the bandage and regular electrode measurements seem 
very similar, the mean absolute difference between them being 
16.5, 22.3, and 29.3 μV, in the leads AS, AE, and ES, respec-
tively, averaged across all the phases. This is further summa-
rized in Figure 6 that collects the median discrepancies of each 
subject. There are some cases in which subject’s median beat-
to-beat deviations in a certain exercise phase differ between the 
bandage and the electrodes, which is seen as a departure from 
the diagonal line. Although overall these deviations seem to be 
rather small and occur randomly in favor of the bandage or the 
regular electrodes, for example, due to some electromyographic 
artifact occurring in one test but not the other one, there is a 
slight tendency for this to happen mostly in the running phase 
with notably larger median deviations for the bandage for about 
half of the subjects. Mostly, this is explained by the somewhat 
larger low-frequency baseline wander of the bandage signals 
during intensive exercise such as running, similar to what is 
seen in Figure 3, Figures S2 and S3 (Supporting Information, 
left bottom).
Table 2 lists the corresponding Pearson correlation coeffi-
cients (r) of the median variabilities shown in Figure 6 to fur-
ther quantify the aforementioned behavior. The correlation is 
strong when lying still, and very strong when standing, in all 
the leads. During normal and brisk walking, the correlation is 
strong in the AS and ES leads, but only moderate in the AE 
lead. The correlation is lowest being moderate in the AS and 
ES leads, and weak in the AE lead during running. Overall, the 





























Figure 4. Mean beats in AE, AS, and ES leads measured with the bandage (solid line) and ordinary electrodes (dotted line) during lying still, standing, 
walking (3 km h−1), brisk walking (6 km h−1), and running (10 km h−1). Each incremental activity level is biased by −2 mV from top to bottom 
(Volunteer number 24).
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correlation in the AS and ES leads is strong and moderate in 
the AE lead, across all the phases. Stronger correlation arises 
from clear interindividual differences in the beat-to-beat vari-
ability that are similarly represented in the intraindividual elec-
trode and bandage measurements. Despite the overall slight 
tendency of decreasing correlation with increasing level of 
activity, the correlation is most notably weakened due to the few 
distinct outlier cases especially in the AS lead during running 
and partly brisk walking.
Finally, we also considered the amount of discrepancy of 
the mean beats (Figure 4) of all the subjects in clinical terms 
by extracting a portion of the ST segment, and measuring the 
RMS error between the mean bandage and the mean regular 
electrode beat in each of the leads. For the purposes of this 
Adv. Mater. Technol. 2019, 1900246
Figure 5. RMS [μV] beat-to-beat variability of the QRS complex in the AS lead compared to the mean complex with the bandage (left) and ordinary 
electrodes (right) during lying still, standing, walking (3 km h−1), brisk walking (6 km h−1), and running (10 km h−1) in all the subjects. The QRS com-
plexes are selected with a fixed ±50 ms window around the R-peak.
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Figure 6. Scatter plot comparison of median RMS [μV] beat-to-beat variabilities of the QRS waves in electrodes and bandages in all three channels AS, 
AE, and ES during lying still (circle o), standing (cross x), walking 3 km h−1 (square □), brisk walking 6 km h−1 (diamond ♢), and running 10 km h−1 
(star □). Subject numbers for median RMS deviations of over 35 μV are annotated.
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study, the relevant ST segment portion was defined to be the 
interval from 60 to 100 ms following the magnitude signal 
R-peak to capture relevant differences.
Figure 7 shows the RMS differences of the ST segment por-
tions of the mean beats. Current clinical guidelines for tra-
ditional 8/12-lead ECG (at rest) consider new ST elevations 
or depressions at the J point in at least two contiguous leads 
larger than 100–200 μV—the exact threshold depending on the 
leads considered and subject’s gender—to signify an ST-eleva-
tion myocardial infarction.[30] In most cases, the observed dif-
ferences in Figure 7 are well below 50 μV with some notable 
exceptions. In the case of subject 22, for instance, the heart rate 
during the regular electrode measurements has been higher 
throughout most of the exercise protocol causing changes in 
the observed mean shape morphology. In this case, the recovery 
period between the tests may have not been long enough. 
The same is true for subject 15 but in this case, there has 
also been sizeable low-frequency noise in the bandage signal 
starting already at the walking speed instead of the tendency 
of it to occur at a higher exercise intensity. For subject 25, the 
traditional electrode in S location exhibits movement artifact 
and contact issues during running phase which affects both 
AS and ES leads. Similar issue is encountered with subject 9 in 
which case the bandage E electrode shows contact problems. It 
is also worth noting that in cases such as subjects 6, 9, 16, 17, 
and 19 somewhat high ST-level differences are observed during 
the rest phase lying supine but the discrepancy is diminishing 
with the increasing intensity.
3. Conclusion
Interindividual variation in, for example, electromyographic 
noise levels and the amount of movement artifacts were large 
in both measurement modalities during exercise. However, the 
overall signal quality is similar to the proposed bandage com-
pared to the traditional electrodes in both average behavior as 
well as in beat-to-beat variation of the signals intraindividually 
throughout the exercise modalities. Differences between the 
mean beat ST levels between the regular electrodes and the 
bandage were small for most subjects, but a few showed differ-
ences during supine rest which diminished toward increasing 
exercise intensity. This could be related to the characteristics 
of the persons, such as their anatomy and exact body position 
during lying pose, as well as physiological status such as cold or 
warm skin and amount of perspiration.
The bandage seems to be slightly more susceptible to the 
development of low-frequency noise with a frequency related to 
the cadence and a power related to the exercise intensity. The 
noise is likely caused by upper torso soft tissue motion due to 
Adv. Mater. Technol. 2019, 1900246
Table 2. Correlations of the median RMS beat-to-beat variabilities of 
QRS waves between the electrode and bandage leads.
Phase AS lead AE lead ES lead
Lying still 0.78 0.76 0.78
Standing 0.97 0.95 0.99
Walking 0.90 0.76 0.88
Brisk walking 0.79 0.41 0.71
Running 0.52 0.13 0.41
All combined 0.74 0.52 0.67








































Figure 7. RMS differences in ST segments of the mean beats between bandage and electrodes signals in all three channels AS (top), AE (middle), 
and ES (bottom). For each of the 25 subjects, the grouped bars show the RMS difference during lying still, standing, walking (3 km h−1), brisk walking 
(6 km h−1), and running (10 km h−1) from left to right.
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heel strike impacts, upper limb movements, and torso rota-
tions, as the bandage system ties skin tissues on the upper torso 
together more rigidly than individual electrodes. More compre-
hensive explanation is presented in the Supporting Information 
(Figures S6–S9, Supporting Information). Bandage–measure-
ment device interface and the shape of the bandage should be 
carefully designed to accommodate certain physiological char-
acteristics such as persons with large breasts. More elastic and 
stretchable construction between the electrode sites could make 
the whole bandage system less rigid on the skin lessening sus-
ceptibility to movement-related low-frequency interference and 
disturbance.
4. Experimental Section
Printed Electrodes Fabrication: The outline of the fabrication process 
for the printed bandage is presented in ref. [31]. Printed electrodes 
and the circuitry were screen printed using TIC SCF-300 screen printer 
and CI-4040 stretchable Ag/AgCl ink (ECM, USA). The ink contains 
40–50 wt% silver powder and 5–15 wt% silver chloride powder diluted 
in a diethylene glycol ethyl ether acetate solvent. Printing was done 
on a 50-μm-thick Platilon 4201 AU thermoplastic polymer substrate 
(Covestro, Germany). Tensile strain at break is 550% and tensile stress 
at 50% strain is 5–7 MPa and at break 550 MPa for this polyurethane 
film according to the manufacturer. After printing, the printed pattern 
was annealed in a convection oven at 130 °C for 30 min.
The print, with the polyurethane substrate, was heat laminated with 
Opsite Flexifix which is a transparent polyurethane film with an acrylic 
adhesive layer. The adhesive layer was used to attach the bandage to 
the skin. One additional 50-μm-thick polyurethane layer was laminated 
on top of the bandage material and print layers. Round shape pieces of 
0.89-mm-thick AG635 sensing gel (Axelgaard Manufacturing Co., Ltd., 
USA) were used at the electrode–skin interface to form a stable electrical 
contact. This hydrogel material was designed and formulated specifically 
for electrocardiogram and electromyogram monitoring applications and 
according to the measurements the impedance of the bandage is at the 
acceptable level for ECG measurements.
Signal Quality Testing Protocol: Chest hair was shaved prior to the 
recordings underneath the bandage location area. Next, the skin was 
wiped with Desinfectol H (Berner Oy, Finland) disinfectant and dead 
skin cells were scraped off with Red Dot prep tape (3M). The bandage 
was then fixed in place and Faros 360 data recording device, configured 
in unipolar measurement mode, was attached to the bandage with a 
micro-USB connector. Micro-USB connector contained 100 kΩ series 
resistors used for high voltage protection. Flexifix adhesive film was 
used to secure Faros in place and to minimize any mechanical stress to 
the micro-USB connector. Faros 360 was turned on and the participant 
was asked to perform the physical activities presented the following 
activities: lying still in supine position (5 min), standing (5 min), 
walking 3 km h−1 (5 min), walking 6 km h−1 (5 min), running 10 km h−1 
(2 min), and sitting (5 min). After activities the data collection device 
was switched off, bandage was removed, and the participant had a 
1 h rest.
Commercially available Ambu Blue Sensor R-00-S sensors 
were placed on participants’ skin in the beginning of the second 
measurement using the same electrode locations as with the printed 
electrode bandage. The data collection device was turned on and the 
participant performed the previously mentioned physical activities. 
The data collection device was then switched off, the electrodes were 
removed, and the test ended. The test arrangement was randomized so 
that the volunteers started the tests randomly either with the bandage 
or the Ambu Blue sensors.
ECG signals were measured at the sampling rate of 1000 Hz. As 
a preprocessing step before further analysis, baseline wandering 
was reduced by applying a digital 12th order Butterworth filter 
having 0.67 Hz cutoff frequency in both the forward and reverse 
directions using the zero-phase method in accordance with clinical 
guidelines.[32,33] QRS complexes were detected using a simple multilead 
R-peak detector that operated on the magnitude signal of the a band-




2u u u= +  (1)
where uAS and uAE are the band-pass filtered (1–40 Hz) lead signals. 
In the magnitude signal, the R-peaks were detected as local maxima 
agreeing to fixed constraints on peak amplitudes and interpeak distances 
(amplitude 1.3 and 1 mV higher with respect to neighboring peaks; 
RR interval larger than 270 ms). Results of the QRS detection were 
also manually validated. Ectopic beats such as premature ventricular 
contractions (PVCs) were rejected based on abnormal width of the QRS 
complex. A beat was considered ectopic if it was 20% wider than the 
median width of all the complexes at half QRS height. Beats containing 
sudden level changes, for example, due to connector movement were 
rejected as artifacts (>1 mV/sample). For each exercise test protocol 
phase, the cardiac cycles were grouped together within the same phase 
based on the protocol time table leaving 10 s ambiguity/transition 
regions around the phase changes in both directions. All the nonrejected 
cycles considered normal were extracted using a fixed window from 
−200 to 300 ms around the detected magnitude signal R-peak. Finally, it 
should be noted that the band-pass filtering step was only used for the 
QRS and ectopic beat detection, and all further analysis is based on the 
baseline wander reduced signal.
Ethical Statement: This study was accepted by the Ethics Committee 
of the Tampere Region. All volunteer test subjects were informed on the 
purpose of the study and informed signed consents were obtained from 
them.
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Unobtrusive, Low-Cost Out-of-Hospital, and In-Hospital
Measurement and Monitoring System
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Matti Juhani Junttila, Mikko Paavo Tulppo, Kari Sakari Kaikkonen, Heikki Veli Huikuri,
Tapio Seppänen, Matti Mäntysalo, and Antti Vehkaoja
1. Introduction
Cardiovascular diseases (CVDs)-related deaths (17.9 million
deaths in 2016) are the most common causes of death and their
number is rapidly increasing due to growth
and aging of population, changes of living
habits, and other epidemiologic factors.
Identifying the people at the highest risk
of CVDs and making sure that they receive
proper treatment and monitoring can
prevent premature deaths.[1,2] Both out-of-
hospital and in-hospital cardiac monitoring
for risk groups are needed to improve this
global problem.
Traditional body monitoring systems
have bulky electrodes, wires, connectors,
and stationary or portable separate central
units. The development is currently going
toward more unobtrusive patch-type moni-
toring systems to improve usability and
comfortability.[3–5] In addition, energy-
storage and harvesting issues are important research topics in
a field of wearable electronics.[6–8]
A lot of research is done in the field of wearable systems and
cardiac disease monitoring.[9,10] ECG devices can be classified,
for example, by the number of leads they are measuring, and
the 12-lead ECG is considered as the standard practice to asses
cardiac activity.[11] In a single-lead system one electrode pair
(“lead”) records the heart activity. As an example, Pradhan
et al. studied ambulatory arrhythmia detection with single-
channel ZIO XT Patch in pediatric patients and compared it with
a regular Holter monitor.[12] Other patch-type single-lead devices
are for example NUVANT and CAM.[13,14] There are also single-
lead devices, such as AliveCor and ECG Check, that utilize a
separate sensor unit that measures the ECG from the finger-
tips.[15,16] Proesmans et al. studied a mobile phone-based use
of the photoplethysmography technique to detect atrial fibrilla-
tion in primary care.[17]
In multilead systems several leads record the cardiac activity
signals. As a result, the multilead systems provide more informa-
tion from different angles of the heart. Lin et al. developed an
artificial intelligence of things (AIoT) system for ECG analysis
and cardiac disease detection.[18] In their study they used conven-
tional wire-connected electrodes and an ECG-sensing device with
84.55mm 39.38mm 18.31mm dimensions. Mishra et al.
proposed a three-lead wearable ECG for real-time P-QRS-T detec-
tion and classification of various arrhythmias.[19] Themeasurement
unit consists of conventional electrodes, wires, and a printed
circuit board (PCB), and the last two are covered with a casing.
To further improve the possibilities for continuous monitor-
ing of vital signs, we are proposing an intelligent, multilead,
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Continuous monitoring of vital signs can be a life-saving matter for different patient
groups. The development is going toward more intelligent and unobtrusive systems
to improve the usability of body-worn monitoring devices. Body-worn devices can be
skin-conformable, patch-type monitoring systems that are comfortable to use even
for prolonged periods of time. Herein, an intelligent and wearable, out-of-hospital,
and in-hospital four-electrode electrocardiography (ECG) and respiration measure-
ment and monitoring system is proposed. The system consists of a conformable
screen-printed disposable patch, a measurement unit, gateway unit, and cloud-
based analysis tools with reconfigurable signal processing pipelines. The perfor-
mance of the ECG patch and the measurement unit was tested with cardiac patients
and compared with a Holter monitoring device and discrete, single-site electrodes.
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unobtrusive, low-cost system for both out-of-hospital and in-
hospital monitoring. The proposed system follows the iHome
Health-IoT concept proposed in a previous study[20] that included
three main parts: Health-IoT on body, Health-IoT at home, and
Health-IoT in cloud. There is, however, modifications and
adaptations based on the observed needs and necessities. In this
article, the proposed system has four main parts, which are
shown in Figure 1. They are 1) measurement unit and printed
electrodes, 2) gateway unit, 3) cloud-based data analysis and
storing tools, and 4) front-end tools for data viewing and
decision-making.
The system is designed with various different applications
in mind, the primary ones including in-hospital and in-home
clinical purposes. The system is designed for different modes
of measurement, each having specific requirements, limitations,
and advantages, enabling it to fit into a variety of applications
ranging from online patient monitoring to Holter-type ECG data
acquisition for post-hoc analysis. The proposed monitoring
system was tested with cardiac patients in collaboration with
Oulu University Hospital to verify its functionality.
The required duration of monitoring, required number of
leads, and utility of real-time monitoring depend on clinical
indications. A key benefit of the proposed architecture and
system is its ability to accommodate different requirements with
various ECG plaster design variations, automated distributed
software component deployment changes, and different mea-
surement modes. This makes the monitoring system a versatile
tool suitable for various healthcare providers in cases that do not
require the full 12-lead ECG due to clinical guidelines and
recommendations.
The proposed system can increase the user acceptability,
which have been shown[9] to increase study completion rates
and clinical yields of arrhythmias diagnoses, for example, for
atrial fibrillation due to the longer measurement durations.
What is more, the developed electrode plaster with multiple
channels and longer intraelectrode distances is able to capture
both atrial and ventricular activity, enabling differential diagnosis
of arrhythmias as well as other cardiac problems, such as
ischemic events. Consequently, this also gives the proposed
system the ability to verify the absence of abnormal cardiac find-
ings during a long study period with a high enough certainty.
This is also very critical information for correct clinical diagnosis.
It should also be noted that the diagonal AS lead (electrode
locations are shown in Figure 2a) is recommended for exercise
Figure 1. The system architecture that consists of four parts: the measurement unit and the electrode, the gateway unit, the cloud-based data
analysis and storing tools, and front-end application for viewing the analysis results in real time or later.
Figure 2. a) An illustration of the patch and the measurement unit in place. b) Electrode patch material layers. 1. thermoplastic polyurethane,
2. silicone adhesive, 3. hydrogel, and 4. PET supportive layer. c) The measurement unit and its PCB.
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testing, as it has high sensitivity for exercise-induced ischemia
detection.[21–23] Hence, the presented system is also very appli-
cable for ambulatory measurements with physical activity and
exercise testing for which it has been separately validated.[24]
Both the tolerance to motion-related artifacts and the possibility
for lead-off detection with the impedance measurement lessen
the false-alarm burden (e.g., pause and asystole). This has been
identified as one of the key issues leading to sentinel events in
the hospital setting.[25]
2. System Architecture
The measurement unit is responsible for signal acquisition,
simple and low-level processing, and finally transmitting the
measured data. The measurement unit is also able to store
the data if needed. The unit is equipped with a flexible electrode
bandage that provides a comfortable and consistent measure-
ment of biosignals.
The gateway unit acts as a bridge between the measurement
unit and the cloud-based analysis tools. Compared with the
measurement unit, the gateway unit has a much more extensive
processing power, battery resource, and various wireless commu-
nication technologies to satisfy the more complicated and
demanding needs of the data-transmitting tunnels to the cloud.
The connection between the measurement unit and the gateway
unit is wireless. S2 shows the operation principles of the mea-
surement unit and the graphical user interface in the mobile
gateway unit.
The cloud provides data management solutions, which are
essential to make it user-friendly and simple for interaction by
medical experts, nurses, and patients. It also hosts powerful,
reliable, and scalable signal processing pipelines to analyze
the recorded data. The results are transferred and visualized
to the related medical administrators in a well-managed and
illustrative way. Depending on the application they can also be
relayed back to the user.
As already said, the system is designed to work in different
measurement modes to enable efficient use in different applica-
tions. The system can be used for real-time data viewing (only
sending the data to the gateway) or only storing the data in
the measurement unit. But it can be also used for both storing
and transmitting or only transmitting and storing on the cloud.
2.1. Electrode Patch
Figure 2a shows the patch and measurement unit secured in
place for monitoring. The electrode patch has four electrodes
according to the EAS electrode system. EAS is a subset of the
EASI electrode system that is a reduced lead system used mainly
by Phillips in their cardiotelemetry systems. ECG recorded with
EASI system is often mathematically converted to regular 12-lead
ECG signals.[26] The electrode S is located on the manubrium,
E is located on the lower part of the sternum, and A on the stan-
dard V5 electrode location of the 12-lead system. The electrode
potentials are measured with respect to the common reference
electrode G (between S and E) and three bipolar leads are formed
as potential differences between the electrode sites S, E, and S.
These electrode patches were previously tested for movement
artifacts and long-term wearability.[24,27]
Figure 2b shows the layer structure of the electrode patch.
Layer 1 is thermoplastic polyurethane with silver and silver/silver
chloride prints. Silicone adhesive (layer 2) provides firm adher-
ence to the skin and circle-shaped hydrogel patterns ensure
good signal quality. Layer 4 is a supportive PET film that will both
protect the silicone adhesive layer and help in the installation of
the electrode to a measurement subject. The PET film has two
cuts so that the electrode patch can be put in place section by
section and it is removed when applying the sensor.
2.2. Wireless Technologies
Bluetooth low energy (BLE), also referred to as Bluetooth Smart,
is used as the wireless technology between the measurement
and the gateway units. BLE offers a suitable power consumption
profile for ambulatory devices and the data bandwidth still sat-
isfies the needs of this work and also most other telemonitoring
applications. The topology of BLE allows a multiconnection
between a central device (a handheld device in this work) and
several peripherals (measurement units in this work), meeting
the needs of the proposed architecture.
BLE features different approaches to overcome the security
problems in the wireless communication, among which, Out
of Band (OOB) pairing satisfies the requirements in this appli-
cation. OOB uses a different wireless technology such as Near
Field Communication (NFC) to exchange the Term Key (TK)
to encrypt the data. The TK in this pairing method can be up
to128 bits, significantly enhancing the security of the connection.
As a result, assuming that the OOB channel is protected from
man-in-the-middle (MITM) attacks and passive eavesdropping,
the connection is also immune to those attacks. In addition,
BLE is able to change the device address periodically to overcome
the identity-tracking problems.
Additional benefit of BLE is its good tolerance for interference
from other radios possibly located in the same space (in-home
environment includes mainly WiFi) and operating in the same
2.4 GHz frequency band. Three advertising channels of BLE that
are used in forming of a connection are located outside and
between the WiFi channels and due to the frequency-hopping
communication scheme (changing of the communication chan-
nel for each connection interval, i.e., tens of times per second)
the data transmission is not compromised even though addi-
tional radio traffic would exist in the same frequencies.
The UART service is utilized for sending the raw data from the
measurement device to the gateway unit. This service is able to
transfer up to 20 bytes of data in one packet. Depending on the
receiving device, there may be up to six packets sent in one BLE
connection interval, which can be set as short as 7.5 ms. This sets
the maximum theoretical limit for the rate of transmitted data
when not considering the packet retransmissions. The structure
of the 20-byte packet varies depending on the nature of the infor-
mation being transmitted, being either command packets or data
packets. The data packets, in addition to the actual data, include
packet header and packet counter. Therefore, the central device is
able to recognize which channel of data is received and if any
packet has been dropped.
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The command packets are used to transfer measurement con-
figurations, status, and other types of information that concern
the user. The measurement configuration consists of the settings
selected by the user in interaction with the gateway device prior
to starting the measurement. Settings such as the mode of the
measurement, enabled channels and sensors, and selected data
rate for each enabled channel are included in the configuration
packet. Additionally, this type of packet includes some other
information such as the time, date, and the subject ID.
The status packet is transmitted periodically to report the sta-
tus of the measurement device to the gateway unit. Information
such as battery level, status of lead-off detection flags, and num-
ber of BLE packets left in the buffer are sent via the status packet.
The nature of BLE brings a good level of compatibility with
other devices. For instance, inclusion of the heart rate service
in the measurement unit enables it to communicate directly with
Android and iOS sports applications (assuming that the under-
lying hardware of the handheld device supports BLE). However,
the self-defined data structure in the UART service limits the
compatibility in sending the raw measurement data to other
gateway unit software, which do not implement the same data
structure.
2.3. Gateway Unit
The gateway unit can play different roles in the described
architecture. For applications such as in-home monitoring, a
handheld device such as a smartphone or a tablet is a beneficial
choice. Using these devices, which are currently an inseparable
part of our lives, not only is the cost of the system reduced but
also the user adaptation to the system is simplified. Additionally,
the handheld devices nowadays are equipped with powerful
features and computing capabilities, which may be utilized in
the system with only designing an app.
In this work, an Android application was designed that makes
use of the BLE module of the mobile device to transmit and
receive data from the measurement unit. The user configuring
the monitoring system is able to choose the mode of the measure-
ment and customize it according to her/his needs. Depending on
the selected mode, the software is able to monitor the measured
signals in real time, along with other useful information such as
battery level.
2.4. Measurement Unit
The measurement device includes an nRF52832 Microcontroller
Unit (MCU), which has a powerful BLE capable radio module
and integrated BLE protocol stack. It also has a 32-bit ARM
Cortex-M4F processor, 512 kB of flash memory and 64 kB of
RAM, on-chip NFC unit, and several peripherals, which are
required for the device, e.g., counters and analog-to-digital
converters.
In this study, the device is used to measure three channels of
ECG and impedance pneumography (IP). In addition, it can be
used to record three channels of accelerometers and three
channels of gyroscope signals. This is a combination that is
not currently available in any of the commercial small-sized
wearable monitoring devices, to the best of our knowledge.
The three channels of ECG can be utilized in measuring the
EASI lead set or a subset of the standard 12-lead ECG
e.g., limb leads and one channel of the chest leads. The IP signal
is simultaneously measured through two of the ECG electrodes.
The ECG and IP acquisition are powered by the ADS1294R
analog-front-end circuit from Texas Instruments, providing addi-
tional features such as pacemaker detection, Central Wilson
Terminal calculation, lead-off detection, and right-leg drive.
The electrode patch is connected to the device through a micro
USB connector. The same connector is also used for connecting
the measurement unit to a computer when extracting locally
stored data and for charging it. A memory of two gigabytes is
embedded in the device. The data structure is strictly controlled
by the MCU to provide reliable and fast read and write processes.
According to the designed data structure for the local memory,
an empty memory can hold up to 5.4 days of measurement data
including three channels of ECG with a data rate of 500 samples
per second and a resolution of 24 bits. Obviously, the number of
enabled channels, their resolution, and data rate have a direct
impact on the amount of consumed memory per a unit of time.
Figure 2c shows the measurement unit and its PCB. The unit
has a circular shape with a diameter of 33mm and the PCB con-
sists of 4 layers and about 200 components. The tallest compo-
nents on the top and bottom layers have a height of 1.83 and
2.51mm, which are a red-green-yellow light-emitting diode
(LED) and the micro USB connector. The PCB weighs 3.7 g with
all the components assembled (except the battery), including an
SD card. The total weight including a prismatic 300mAh battery
and the enclosure is 13.4 g.
The power consumption of the device naturally varies accord-
ing to the measurement mode used and the number of measured
signals. When all the measurement channels are activated and
the data are both stored locally and transmitted over BLE, the
average current consumption is 8.62mA and the battery lifetime
is approximately 35 h. When operated as a Holter device i.e., only
ECG is measured and the data are stored locally, the battery
lifetime extends to more than 100 h.
3. Preliminary Evaluation of Measurement
Performance
To assess the quality of the measured ECG signal, lead II of the
standard 12-lead system was measured simultaneously by two
devices: the developed device and Faros 360 Holter device
manufactured by Bittium Biosignals Ltd. Two pairs of electrodes
were placed as close as possible to each other, one pair on the
right forearm and one on the left ankle. The sampling rate in
both of the devices was set to 1000 samples per second.
Another test was made to compare the internal noise of the
two devices by attaching the measurement input terminals
together. In Faros device, a 196 kΩ resistance was connected
between the inputs to emulate the fault current limiting series
resistance of its electrode cables. In the proposed device this
series resistance is built inside the device.
Figure 3 shows the result of the measurements. The signal
measured with the developed device shows an equal quality in
comparison with the reference device. The offset in the signal
of the developed device (Figure 3d,e) is due to a difference in
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the half-cell potential of the measurement electrodes and
the absence of any high-pass filtering of the measurement
signal. The approach of not removing the baseline before the
analog-to-digital conversion is advantageous as more powerful
digital filtering methods can be used, which are able to preserve
the desired low-frequency signal components’ better analog
filters. Figure 3c,f shows the internal noise signal of the two
devices. About 8.3 μV peak-to-peak noise voltage was measured
for the proposed device, which is over two-thirds smaller than
27.0 μV measured for the reference device. The difference is
likely caused by different design choices and components used
in the two devices but more accurate evaluation is not possible as
the internal structure and components used in the commercial
device are not public information.
Another test was made to optimize and verify the performance
of the IP measurement. First, the coupling of cardiac compo-
nents to the impedance signal was minimized by testing various
excitation frequencies and measurement phase combinations in
a measurement setting where electrodes were placed on V6 and
VR6 locations. Excitation frequency of 32 kHz and phase of 67.5
were found as the optimal combinations. An example of the
respiration signal measured with the aforementioned settings
is shown in Figure 4. To evaluate the measurement signal, flow
thermography was also performed simultaneously by a negative
temperature coefficient (NTC) thermistor placed inside a breath-
ing mask that was worn in front of the mouth and nostrils.
The original measured IP signal and its filtered version are shown
in the first and second panels, respectively. The third panel illus-
trates the output of theNTC thermistor. The used filter was a band-
pass infinite impulse response (IIR) filter with cut-off frequencies
of 0.06 and 1Hz, applied by the forward–backward technique. The
quality of the filtered signals compared well with the quality of the
gold standard flow thermography reference. The respiration rates
calculated from the two signals are 10.68 and 10.64 breaths per
minute. The advanced counting method proposed by Jeyhani
et al. was utilized for estimating the respiration cycle length.[28]
4. Signal Processing and Cloud Service
Architecture
We developed a scalable monitoring platform architecture for
distributed signal processing. This enables efficient, reliable,
and robust extraction of clinical markers from biosensor data
in the presence of noise and artefacts stemming from the uncon-
trolled remote monitoring context. The architecture encom-
passes the whole system (measurement unit, gateway, and
cloud) and is organized into configurable distributed pipelines
of software components. The pipelines represent computational
chains, e.g., starting from raw measurement data up to a specific
arrhythmia alarm. The individual computational software com-
ponents of the pipeline can be deployed on the wearable unit,
the gateway, and/or the cloud as needed. This makes the system






Figure 3. a–c) Signal quality comparison between Faros 360 and d–f ) the developed measurement device.
www.advancedsciencenews.com www.advintellsyst.com
Adv. Intell. Syst. 2020, 2000030 2000030 (5 of 10) © 2020 The Authors. Published by WILEY-VCH Verlag GmbH & Co. KGaA, Weinheim
different pipeline configurations can be activated and automati-
cally configured at will based on the clinical needs, to achieve
desired quality of service and optimize power consumption
and communication costs. The adaptation occurs via use case
rules that activate predefined sets of components and set their
parameters accordingly. This eases the setup procedure and facil-
itates large-scale deployment of the system for the masses. The
components are interchangeable pieces of executable software
that can be implemented in any suitable programming language
and that communicate through the tcp/ip stack via predefined
protocols, allowing for distributed deployment.
A working implementation of the platform was created using
Python language. In this instance, all the signal processing pipe-
lines for real-time remote ECG monitoring are deployed on the
cloud service and interfaced by the signal routing component
running on the gateway device. We used Web Application
Messaging Protocol (WAMP) as a middleware solution to inter-
connect the software components. It is an open standard web
socket protocol having implementations in Autobahn framework
and Crossbar router which we also utilized. The utilization
of WAMP and real-time performance considerations in ECG
monitoring are described in more detail in a previous study.[29]
The implemented signal processing pipelines detect heartbeats
and extract the R-peak locations from the ECG, classify the beats,
and calculate RR-interval tachogram signal and heart rate
variability (HRV) features. There are also pipelines to detect
arrhythmias such as pauses or asystoles, brady- and tachycardias,
and atrial flutter or fibrillation categorized into three different
levels of severity. These three categories are the following:
green for suspected single-time events, yellow for potentially
dangerous, and red for life critical events. Examples of previous
categories are shown and described in Table 1.
The gateway unit sends the raw data from the measurement
unit to the cloud where it is processed by the aforementioned
computational pipelines. Next, the relevant results are returned
back to the gateway device in a reasonable amount of time
(in a couple of seconds). Some of the results are also transmitted
to the physicians and nurses responsible for the ongoing
Table 1. Examples of arrhythmia diagnoses rules and respective alarm ratings.
Red alarms Yellow alarms Green alarms
HR exceeds 240 bpm for longer than 4 s,
Ventricular fibrillation is diagnosed and red alarm
is raised.
Average HR over 160 bpm, extreme tachycardia is
diagnosed, and yellow alarm is raised.
Average HR of three consecutive beats lower than
40 bpm, bradycardia is diagnosed, and green
alarm is raised.
Three consecutive ventricular beats with HR over
120 bpm, ventricular tachycardia is diagnosed, and
red alarm is raised.
Average HR under 35 bpm, severe bradycardia is
diagnosed, and yellow alarm is raised.
Three consecutive ventricular beats with HR under
120 bpm, ventricular rhythm is diagnosed, and
green alarm is raised.
RR-interval of two consecutive beats is more than
4 s, asystole is diagnosed, and red alarm is raised.
– RR-interval of two consecutive beats is more
than 2 s, pause is diagnosed, and a green alarm
is raised.
Figure 4. IP signal measured with the proposed device in comparison with a gold standard flow thermography signal.
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measurement. Additionally, the outcomes of the pipeline analy-
ses along with the raw data are stored in a database in the cloud.
Figure 5 shows the cloud service user interface implemented for
data viewing. A test case is presented wherein supraventricular
tachycardia is progressing into atrial fibrillation and the atrial
fibrillation alarm is raised from the onset of arrhythmia.
5. Clinical Testing
The monitoring system was tested at Oulu University Hospital,
with eight volunteers (two females, six males), as a substudy
of ESCAPE-Part-II study (Clinical Utility of Home Monitoring
of Electrocardiogram and other Vital Functions). The primary
objectives of ESCAPE-Part-II research project were to examine
the effects of exercise training on glucose control and cardiac
autonomic function in patients with impaired glucose tolerance.
There were no significant arrhythmias in the data of the subjects,
which, however, was not unexpected as they were chosen
based on glucose control to the study. There were premature
ventricular contractions (PVCs) especially in subject three, but
no other ventricular arrhythmias or atrial fibrillation. Overall,
the proposed system could confirm the absence of aberrancy
similarly to the analysis of the Faros 360 data.
A comparison of the signal quality in the ambulatory clinical
use case was performed posthoc. QRS complexes were detected
Figure 5. A sample view of the web browser-based GUI for viewing the ECG data the cloud service.
Figure 6. a) NN-tachograms of Faros 360 (top) and measurement unit (bottom) for the subject one. b) Superimposed Poincaré plots of the
NN beats from Faros 360 (blue þ) and measurement unit (red circle) for the subject one.
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from the magnitude signal from both devices using the R-peak
detector implemented in the data analysis pipeline. The sam-
pling rate of the developed device was set to 500Hz during
the long-term recording, to save storage space. Faros 360 data
were upsampled with cubic splines from 250 to 500Hz to match
the sampling rate used in the proposed device. The magnitude
signals were formed as the square root of the sum of squared
channels after baseline wander removal with a zero-phase digital
high-pass filter (0.67 Hz cutoff ). Deviating beats and intervals
were automatically filtered out from the RR-interval series by
the following rules: the interval differs by more than 13.5% from
the ten-beat average or R-peak amplitude is higher than 1.5 mV.
Overall, the Faros 360 signal was more prone to noise for exam-
ple due to the movement of cabling. This led to the removal of
5.9% of the Faros 360 RR-intervals compared with that of 1.4% of
the measurement unit RR-intervals for subject one. Removed
beats included ectopic beats such as PVCs and noise artefact
detections. The larger amount of artefact signal in the commer-
cial system may be due to the cabling of the individual electrodes
being more influenced by movement and being more susceptible
to tangling to clothing. Figure 6a shows the resulting NN-intervals
of the subject one, and in Figure 6b the corresponding Poincaré
plots are overlaid on each other to show the agreement between
the consecutive intervals.
Over the course of the concurrent 24 h measurements, the
clock rate(s) of either of the two devices or both of them
wandered slightly with respect to each other when comparing
the tachograms closely. Nevertheless, a good overall agreement
can be seen from the plot shapes of Figure 6, and the clear simi-
larity over the short-time durations is witnessed in Figure 6b.
6. Conclusion
In this study, the developed unobtrusive measurement and
monitoring system is used to measure and record three channels
of ECG and IP using a comfortable ECG patch. These recordings
can provide extensive information on a person’s health and also
on the measurement context, helping to arrive at the correct
diagnosis. Performed clinical tests indicate that the system
provides HRV analysis capability comparable with and even
exceeding the performance of a commercially available product
conforming to medical device standards. They also indicate that
the plaster ECG can be less susceptible to motion artifacts than
conventional electrodes using cabling, leading to the reduced rate
of artifact beats.
There are many use cases for the proposed system. According
to expert consensus, ambulatory ECG (AECG) monitoring can
be recommended either for diagnosis or for risk stratification
in patients with for example unexplained syncope or palpitations,
atrial fibrillation, Wolf–Parkinson–White syndrome, cryptogenic
stroke, newly diagnosed nonischemic cardiomyopathy or hyper-
trophic cardiomyopathy, arrhythmogenic right ventricular
dysplasia, and after acute myocardial infarction or with a healed
myocardial infraction and borderline ejection fraction.[9] It is also
recommendable in monitoring the efficacy of arrhythmia sup-
pression, especially with outpatient initiation of antiarrhythmic
drugs, and to detect adverse drug responses.[30] The proposed
system could be used in the hospital setting in scenarios wherein
telemetry with reduced lead sets is warranted for arrhythmia or
ST-level monitoring, for example, according to the American
Heart Association (AHA) recommendations.[25]
We see that the proposed system for remote monitoring of
vital functions is especially intriguing in the context of clinical
practice. Currently, medical staff is under pressure to further
shorten the hospitalized inpatient times, and relocation of
patients to step-down units such as patient hotels has been
discussed. Patient care in these step-down units can be made
possible with such innovations expanding remote monitoring
systems to patient hotels and ultimately to domestic environ-
ments in the future. In addition, the possibilities of the proposed
kinds of systems in noncardiac units, such as orthopedic, should
be explored further.
In the future, the user comfort could be improved with more
conformable substrate materials that would also enable longer
wearing time for the electrode patch. If this could be combined
with a lower power consumption, the lifetime of the system
could be prolonged up to a week or even to a month. In addition,
extending the range of signal processing algorithms and diagno-
sis tools would enable the use of the system in a wider range of
applications.
7. Experimental Section
Sample Fabrication: The manufacturing process as well as the material
choices were designed in collaboration with Screentec Ltd. that produced
the bandages according to our design and instructions. Circular electrode
Table 2. Subject demographics.
Gender Age [year] Height [cm] Weight [kg] SBP [mmHg] DBP [mmHg] Hba1C [mmol mol] Diabetes medication BP medication
F 50 155 83 111 85 37 Yes No
M 56 175 93 137 103 43 No No
M 55 180 123 126 81 42 No Yes
M 53 178 117 160 112 42 Yes No
M 59 175 106 125 82 43 No No
F 53 161 98 134 91 54 Yes Yes
M 54 178 98 130 80 41 No No
M 57 175 94 149 95 37 Yes No
54.6 2.8 172.1 9.0 101.4 13.3 134.0 15.1 91.1 11.6 42.4 5.3
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areas were screen printed using CI-4040 stretchable Ag/AgCl ink (ECM)
and the circuitry was screen printed with stretchable silver ink. Ag/AgCl
ink contained 40–50 wt% silver powder and 5–15 wt% silver chloride pow-
der diluted in diethylene glycol ethyl ether acetate solvent. Printing was
done on a 125 μm-thick stretchable thermoplastic polyurethane substrate
(T 391, Policrom Screens) and the pattern was annealed in a convection
oven after printing. A silicone adhesive layer was placed on top of the
print and circular hydrogel pieces were placed at the electrode locations.
In addition, the adhesive layer was used to attach the bandage to the skin.
The used adhesive layer was so strong that normal body movements
such as arm swing or rotation of upper body did not influence adhesion.
Round-shape pieces of 0.89mm-thick AG635 sensing gel (Axelgaard) were
used at the electrode–skin interface to form a stable electrical contact.
Clinical Testing: Concurrent measurements were made with the
measurement unit and a three-channel Faros 360 device. Chest hair
was shaved prior to the recordings underneath the bandage. Next the skin
was wiped with alcohol and dead skin cells were scraped off with Red Dot
prep tape (3M). The bandage was then fixed in place and a data recording
device attached to the bandage with a micro-USB connector. Flexifix
adhesive film was used to secure the device in place and minimize any
mechanical stress to the micro-USB connector. A similar process was
followed to attach the Faros 360 electrodes but additionally the cabling
was secured with skin tape. The recording was turned on and the partici-
pant was able to go home for the next 24 h. The recording stopped
automatically after 24 h and patients returned the devices at the next
day. Table 2 shows the characteristics of the eight subjects who partici-
pated in this substudy.
The study was performed according to the Declaration of Helsinki, and
the local committee of research ethics of the Northern Ostrobothnia
Hospital District approved (#88/2015) the protocol and all the subjects
provided written informed consent.
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Abstract—Skin-conformable electronics research field has 
grown rapidly during the recent years. Body monitoring sys-
tems are shrinking in size and integrating more seamlessly with 
the human skin. To make these monitoring systems feasible op-
tions, new suitable materials and manufacturing processes 
needs to be studied. This paper presents materials and a simple 
fabrication process for skin-conformable, E-jet printed silver 
temperature sensors. Utilizing printing processes and biode-
gradable substrate materials, the skin-conformable electronics 
may become attractive for disposable systems by decreasing the 
manufacturing costs and reducing the amount of waste materi-
als. In this study, the temperature sensors are fabricated with 
E-jet printed silver nanoparticle ink and the printing is done on 
a bacterial nanocellulose substrate. During the characteriza-
tion, the silver temperature sensors were able reach more than 
0.06 % per degree Celsius sensitivity and they exhibited positive 
temperature dependence. 
Keywords— E-jet, printed electronics, temperature sensor, 
bacterial nanocellulose 
I.INTRODUCTION  
One development direction in vital sign monitoring is to 
make the monitoring devices as user friendly as possible. The 
progress is done by shrinking the device dimensions, espe-
cially thickness, which helps the devices to integrate seam-
lessly with a human body. This requires wireless monitoring 
systems and new kind of device structures, such as skin-like 
electronics. Skin-conformable structures, that measure for 
example ECG [1][2], chronic wounds [3], and temperature 
[4–6], have already being studied with plastic substrates and 
the next step is to make the substrate material to integrate 
with the skin even more seamlessly. This can be done, for 
instance, by using temporary tattoo type of a materials to at-
tach the electronics to the skin. In addition, to reduce the en-
vironmental impact in disposable systems, other materials 
than synthetic polymers need to be studied. 
Cellulose, obtained from plants, is the most abundant bi-
opolymer on Earth and is the biomaterial of choice for vari-
ous industrial applications, for example, textile, pulp and pa-
per [7]. However, the process of harvesting the cellulose 
content from lignocellulose requires harsh pretreatment steps 
with high-energy input and often generates byproducts (aro-
matic lignin derivatives) and/or toxic sulfoxide residues 
[7][8]. In addition to plants, production of extracellular cel-
lulose in some bacterial genera has also been established [9–
11]. Cellulose synthesized by microorganisms is highly pure 
(devoid of lignin and hemicellulose impurities) compared to 
plant-based cellulose. Thus, bacterial nanocellulose aids to 
circumvent the harsh processing step, making the production 
process sustainable. In terms of biopolymer characteristics, 
bacterial nanocellulose has high level of crystallinity, supe-
rior structural integrity, mechanical, optical, biodegradable 
and water holding properties [7]. 
In addition to suitable substrate materials, the skin-con-
formable electronics requires the functionalities found from 
a human skin. To match the receptor density in the skin, the 
manufacturing methods need to be able to fabricate very high 
resolution sensor structures for skin-conformable electronics. 
One option is to use electrohydrodynamic inkjet (E-jet) print-
ing [12]. Compared to the conventional piezo or thermal ac-
tuator based inkjet devices, the E-jet offers up to ten times 
higher resolution and thousand fold ink viscosity range (10-
20 mPa⋅s [13] vs 0.1-10000 mPa⋅s [14]. This enables the con-
tinued device miniaturization in the field of printed electron-
ics, while still using the same low temperature inks devel-
oped for conventional inkjet devices. 
In this paper, we report a manufacturing process and ma-
terials for high resolution E-jet printed silver temperature 
sensors. The sensors were fabricated using screen-printed, 
stretchable silver flake ink, E-jet printed silver nanoparticle 
ink, and bacterial nanocellulose substrate material. Sensors 
were characterized in ambient atmosphere to verify the tem-
perature coefficient of resistance (TCR) of the printed sen-
sors. Both the inks and the substrate material enable the print-
ing fabrication of disposable, skin-conformable systems.  
II.MATERIALS AND METHODS 
A.Bacterial nanocellulose cultivation 
The bacterial nanocellulose films were prepared from Ko-
magataeibacter xylinus, a natural cellulose producer. To pre-
pare the seed cultures for bacterial nanocellulose production, 
K. xylinus (from glycerol stocks) were inoculated into 5 ml 
glucose (20 g L-1) amended buffered Hestrin-Schramm (HS, 
pH 6.0) growth medium [g L-1: peptone, 5; yeast extract, 5; 
di-sodium hydrogen phosphate, 2.7 and citric acid, 1.15) and 
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grown at 30°C/180 rpm for 4 days. For bacterial nanocellu-
lose production, the seeds cultures were inoculated to 30 ml 
of similar growth medium in sterile petri dish and incubated 
statically at 30°C for 4 days.  
At the end of the cultivation, bacterial cells entrapped 
within the produced cellulose were inactivated by rinsing the 
nanocellulose sheets with ultrapure water (Milli-Q, EMD 
Millipore, Germany) and incubating overnight in 0.5 M so-
dium hydroxide solution at 60C. The alkali solution was re-
moved by repeated washing with ultrapure water until neutral 
pH was attained. Subsequently, the washed bacterial nano-
cellulose sheets were dried at 60C for 16 hours and the dried 
nanocellulose films were used in this study. 
B. Substrate preparation and screen printing process 
The nanosellulose films are too thin to be used in the print-
ing process without a carrier. To make the carrier, a 125 µm 
thick Melinex ST506 polyethylene terephthalate (PET) films 
were coated with a layer of Sylgard 184 polydimethylsilox-
ane (PDMS). A layer of PDMS, with 200 µm wet thickness, 
was spread using a CX202 bar coater together with an appli-
cator. The coating speed was 18 mm/s, and the coated sam-
ples were cured in a convection oven at 130°C for 10 
minutes. The PET film provides mechanical support and the 
PDMS functions as a release layer, so that the nanocellulose 
could be removed from the carrier without softening the cel-
lulose with water. 
Silver conductors were screen printed using TIC SCF-300 
screen printer and CI-4040 stretchable Ag/AgCl ink (ECM). 
The silver ink contains 40 – 50 wt% silver powder and 5 – 15 
wt% silver chloride powder diluted in a diethylene glycol 
ethyl ether acetate solvent. The printed pattern was defined 
by a polyester screen with a mesh count of 79 threads cm-1, a 
mesh opening of 69 μm, and a stretching angle of 22.5°. After 
printing, the silver patterns were annealed in a convection 
oven at 130 °C for 30 minutes. 
C.High resolution inkjet printing process 
The meander sensor structures were fabricated using a 
commercially available E-jet device, Super Inkjet (Super 
Inkjet Technology Inc., Japan). In the current application, the 
sensors are printed using DGP 40TE-20C silver nanoparticle 
ink (Advanced Nano Products Ltd, Korea). The ink had a 
solid content of 30 – 35 wt% diluted in triethylene glycol mo-
noethyl solvent [15]. After printing the ink was sintered at 
150 °C for 1 h. 
The operation of E-jet is based on electric field generated 
droplet emission from ink meniscus at the tip of a glass noz-
zle. The size of the droplets can be controlled by adjusting 
the field intensity between the meniscus and grounded xy-
stage i.e. by changing the DC-, or peak voltage (VDC, Vpeak) 
and nozzle-to-substrate distance (d). The conductor width is 
further controlled by the relationship between droplet ejec-
tion frequency (f) and printing speed (v), while the conductor 
thickness is principally controlled by the number of printed 
layers. The printing parameters are presented in Table 1. 
 
Table 1. E-Jet print parameters for meander structure 
 
Parameter Value 
VDC (V) 0 
Vpeak (V) 440 
f (Hz) 10 
v (µm/s) 130 
d (µm) 20 
number of layers 20 
 
The print was performed in ambient atmosphere with rec-
orded temperature of 21.1 and relative humidity of 20 %. 
D.Electrical characterization setup 
A resistance measurement setup was used, together with a 
heating/cooling unit, to assess the resistance dependence on 








temperature in ambient conditions. In the resistance measure-
ment setup, a LabVIEW system design software driven digi-
tal multimeter in a VirtualBench (National Instruments) 
measured the resistance of the samples with a 1 Hz sampling 
rate. VirtualBench also drove the heating/cooling unit, which 
consisted of a Peltier element and Silverstone Tundra TD03 
liquid cooler that kept one side of the Peltier at a constant 
room temperature. TC-08 thermocouple Data Logger (Pico 
Technology) was used to measure the temperature of the 
plaster surface. During the electrical characterization, Virtu-
alBench increased and decreased the Peltier voltage stepwise 
using 0.4 V steps and the voltage was kept constant for 1 min. 
The temperature cycling fluctuated approximately between 
24 °C and 41 °C, and complete cycles (increase from 24 °C 
to 41 °C and decrease form 41 °C to 24 °C) were done five 
times for the samples. 
III.RESULTS 
Fig. 1 a) shows the multilayered structure of the samples. 
E-jet printed silver nanoparticle sensor (1.) is fabricated on 
top of the screen-printed silver conductors (2.). Nanocellu-
lose substrate (3.) is spread on the PDMS release layer (4.). 
PET film (5.) provides mechanical support during the pro-
cessing steps and measurements. The sample is placed on a 
Peltier element (6.) in the electrical characterization setup. 
Fig. 1 b) presents a photograph of the sample being attached 
to the skin and an optical microscope image of the E-jet 
printed sensor part. The meander shaped sensor had approx-
imately 20 µm conductor width with 50 µm spacing. 
The temperature cycling was repeated five times for the 
samples and results from one sample is presented in Fig. 2. 
Fig. 2 a) shows the results as normalized resistance and (b) 
corresponding temperature values. In Fig. 2 c) the measured 
data from a) and b) is transformed in form of normalized re-
sistance as a function of temperature during the five temper-
ature cycles.  
Fig. 3 presents a response time and a recovery time for one 
sample. In Fig. 3 (left side) the input voltage of the Peltier 
element is increased by 0.4 V and is then kept unaltered for 
1 minute. The 90th percentile response time was 15 seconds 
with this Peltier element setup. It needs to be noticed that the 
Peltier element also has a response time which reflects to the 
response time of the temperature sensor. Fig. 3 (right side) 
shows a 90th percentile recovery time of 17 seconds for the 
sensor when the Peltier voltage is decreased by 0.4 V. 
IV.DISCUSSION 
Dielectric substrates, such as nanocellulose, pose addi-
tional challenges for E-jet printing process since the remain-
ing charge in printed droplets takes longer to decay and may 
therefore affect the droplet generation during printing of sub-
sequent layers. One approach to compensate for this effect is 
to print alternately positive and negative droplets (i.e. by set-
ting VDC to 0 Volts) [16]. The spraying of droplets on dielec-
tric surfaces can be minimized by reducing the nozzle-to-sub-
strate distance and print frequency. As a trade-of, the printing 
speed must be reduced which will limit the throughput of the 
process. Taking these restrictions in the account, the print pa-
rameters were calibrated to produce approximately 20 µm 
conductor width (Table 1). 


































































































Fig. 2 a) normalized resistance and b) measured temperature from the samples. Temperature was increased and decreased between 24 °C and 41 °C
during the measurements and this cycling was done five times for the samples. The measured data from a) and b) is presented in form of normalized
resistance as a function of temperature c) during the five temperature cycles between 24 °C to 41 °C. 
Fig. 3 One heating step and one cooling step to visualize the response 
time and the recovery time. The 90th percentile response time was 15 seconds 
and the 90th percentile recovery time was 17 seconds. 
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During the temperature cycling the resistance was increas-
ing when the temperature was increasing, as was expected 
from the silver sensor since the silver is a positive tempera-
ture coefficient (PTC) material. The level of hysteresis stays 
low and the TCR is 0,0602 % per degree Celsius. The sensor 
would not compete in efficiency with already existing tem-
perature sensors but the sensor could be used in its present 
form to indicate if the local body temperature is going up or 
down. This can be a beneficial indicator of fever or healing 
infections. 
V.CONCLUSIONS  
The fabrication process presented in this paper, enable a 
straightforward fabrication procedure for E-jet printed silver 
temperature sensors compatible with skin-conformable bac-
terial nanocellulose substrate. Ideally the printed skin-like 
sensors are targeted for disposable systems. This is due to the 
decreased number of fabrication steps, reduced amount of 
waste material and possibility to use new kind of substrate 
materials, compared to the traditional lithography processed 
devices. Using bacterial nanocellulose as the substrate mate-
rial minimizes the negative environmental impact remarka-
bly compared to plastic substrates. 
 The sensors were fabricated with E-jet printed nanopar-
ticle silver ink and screen printed silver fake ink on top of a 
skin-formable nanocellulose substrate, which provides tem-
porary-tattoo type of base for the system. The completed 
printed system is light-weight, thin, and can seamlessly inte-
grate with the skin.  The device has the possibility to monitor 
temperature changes directly on human skin with a TCR 
value 0.06% per degree Celsius in ambient conditions. 
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Vital sign monitoring is evolving from stationary, wire-connected monitoring to a more mobile monitoring with 
wireless sensor systems. Monitoring devices are shrinking in physical size and weight, and the monitoring elec-
tronics are brought closer to the patient, as is already done with wearable measurement devices. Low levels of elec-
trical current drive many physiological functions, and the human body is constantly radiating heat through the 
skin. Due to these phenomena, several kinds of physiological parameters can be measured using skin mounted 
devices. One of the interesting parameters is skin temperature, and for that reason a skin thermometer can be 
utilized in the investigation of cardiovascular health, physical activity and ulcer prediction and prevention1–4. 
A variety of body monitoring systems are already familiar in both the hospital environment and more casual 
environments for tracking physical activity. To improve the skin/sensor interface and wearability (comfort and 
ease of application) in these tracking situations, the development is transitioning from rigid and planar electronic 
systems towards more adaptable, skin-like electronics5,6. These types of soft, stretchable, thin-film devices are 
referred to as epidermal electronic systems (EESs)7. EESs are electronic systems which can be placed on human 
skin, and their structure and mechanical properties mimic the behaviour of the epidermis.
The EES structures need to be very thin and soft to be able to seamlessly integrate with the skin8. These 
properties, however, make the EESs very prone to wrinkling and self-adhesion, or the adhesive may wear down, 
when they are peeled off from the epidermis. For this reason, the full potential of EESs can be utilized in form 
of low-cost, disposable epidermal measurements systems9. For example, the disposability may be a preferred 
feature in medical devices where a high level of cleanliness is required. Common fabrication processes for EESs 
are, for example, spin coating, vacuum deposition of materials, photolithography and etching. However, these 
can be complex and consume a high degree of materials7,10–12. Rigid carrier wafers, used in these processes, are 
incompatible with targeted roll-to-roll (R2R) manufacturing. In addition, photolithography and etching require 
chemicals and create waste material, and the vacuum deposition of materials is time consuming and has a sub-





















material-sparing, and low cost manufacturing processes. Furthermore, exploiting additive printing processes in 
manufacturing reduces both process steps and waste materials along the EES fabrication process.
To fabricate epidermal electronics, the electronic structures need to withstand the dynamic behaviour and 
uneven character of the skin. This can be achieved by designing patterns so that the 3D structure of the pattern 
improves the mechanical properties of the electronic structures. A so-called stretching-patterning-release pro-
cess, where the substrate is strained prior to material deposition and released afterwards, can be used to pattern 
stretchable “wavy” patterns13. Another possibility is to use in-line horseshoe-like structures which can be found in 
several applications7,10–12,14. In addition to increasing the stretchability of the 3D structure, the functional material 
itself can be stretchable. Stretchable, functional materials may be single- or multi-component composites contain-
ing functional polymers, nanostructural carbon and metal components15–17. In previously mentioned materials 
the functional component itself may be stretchable, or rigid components are dispersed in a more mechanically 
deformable matrix. Stretchable, functional materials can also be diluted in solvents, and hence used in form inks. 
Matsuhisa et al. have developed a highly conductive silver ink which consists of silver flakes, fluorine rubber, and 
fluorine surfactants. Remarkably, with 215% stretching strain the initial conductivity of 738 S cm−1 did not decrease 
lower than 182 S cm−1 18. Bandodkar et al. used the conductive polymer poly(3,4-ethylenedioxythiophene): 
poly(styrenesulfonate) (PEDOT:PSS) and silver/silver chloride (Ag/AgCl) inks where the conductive material 
was mixed with silicone-based elastomeric material and a non-ionic surfactant15.
Conductive polymers are organic polymers, which conduct electricity and may exhibit electrical characteris-
tics that are either like a metal or semiconductor. The widely used PEDOT:PSS has a relatively high conductivity 
and optical transparency in its doped state18. Due to its favourable electrical and optical properties, PEDOT:PSS 
has been utilized in various applications. This includes, but is not limited to, transparent electrodes for indium 
tin oxide-free organic light emitting diodes (OLEDs) and polymer solar cells (PSCs), anode material together 
with ZnO/C hierarchical porous nanorods for lithium ion batteries, and composite electrodes with multi-walled 
carbon nanotubes for supercapacitors19–22. Moreover, related to this study, PEDOT has also been used for ther-
mal sensors23. The temperature dependent behaviour of the PEDOT:PSS originates from the microstructure of 
the polymer material. PEDOT:PSS forms so-called core-shell structured grains in which the core of the grain is 
a PEDOT nanocrystal and a PSS-rich shell surrounds the core24. The insulating PSS boundaries have a major 
effect to the overall resistivity of the PEDOT:PSS. At high temperatures the total number of particle boundaries 
is smaller and the effective “size” of the boundaries is reduced which will reduce the resistance. When the tem-
perature decreases the electrons may not possess enough thermal energy anymore to overcome these boundaries 
and the resistance increases25. In addition to its electrical, thermal and optical properties, PEDOT:PSS has shown 
interesting mechanical properties to be used in EESs. One such property is its stretchability which is one of the 
most important mechanical properties for EESs. Lipolmi et al. have fabricated transparent conductive films of 
PEDOT:PSS on a poly(dimethoxysiloxane) (PDMS) substrate, and they have been able to stretch the films up to 
188% strain and still retain significant conductivity26.
Several kinds of materials and process combinations have been used to fabricate skin-mountable tempera-
ture sensors. Furthermore, polymer materials have been used in the fabrication of highly sensitive temperature 
sensors. Screen printed PEDOT:PSS/CNT temperature sensors were able to reach Temperature Coefficient of 
Resistance (TCR or α ) as high as ~0.61% per degree Celsius27. Inkjet-printed temperature sensors, based on car-
bon and PEDOT:PSS, has been reported to achieve TCR value of 0.25% per degree Celsius28. Also other polymers, 
such as polyaniline nanofibers, have been used to fabricate temperature sensors. Hong et al. have been able to 
manufacture sensors using electrochemical polymerization deposited polyaniline on a PET substrate achieving a 
1.0% per degree Celsius sensitivity29. Even though these polymer sensors had good sensitivities, they were fabri-
cated on a flexible but not on a stretchable substrate. Temperature sensors have also been fabricated onto stretch-
able substrates, but by utilizing more conventional fabrication techniques. Chen et al. fabricated sputtered Au/
Cr temperature sensors on semipermeable stretchable film (Opsite, Smith & Nephew) and the TRC of this device 
was 0.002778 per degree Celsius14. Young et al. used a so-called cut-and-paste method with thermal evaporated 
gold on a PET substrate. The gold pattern was transferred onto the target substrate, which could be a temporary 
tattoo paper (Silhouette) or a medical tape, such as 3M Tegaderm transparent dressing9. However, a new material 
and manufacturing process combination is required so that the high sensitivity of the polymer material can be 
combined with a simple fabrication method and still be able to use stretchable substrates.
To simplify the manufacturing process, but at the same time to enable the use of polymer materials with 
high sensitivities for epidermal electronic systems, we have developed a fabrication method for inkjet-printed 
graphene/PEDOT:PSS temperature sensors. The choice of the graphene/PEDOT:PSS composite was done based 
on previous case studies that were performed in our lab that shed light on the electrical properties of the ink and 
the potential for stretchable applications30–31. The compatibility of the ink composite (Innophene Phene plus 
I3015) for inkjet printing was also studied independently by other groups, providing further rationale for the ink’s 
suitability for our needs32. For instance, PEDOT:PSS has already being proven to a have high temperature sensi-
tivity and Honda et al. presented in their research that CNT/PEDOT:PSS composition ink had higher sensitivity 
than CNT or PEDOT:PSS itself33. The higher sensitivity was explained to most likely result from electron hopping 
at the interface of PEDOT:PSS and CNTs. Similar to the role of the CNTs, the graphene flakes in the PEDOT:PSS 
matrix provides a means for printable, bendable, conductive films34.
Our fabrication process utilizes additive printing methods, and thus provides an opportunity to fabricate 
low-cost and material sparing EESs compatible with disposable devices. In this study, inkjet-printed graphene/
PEDOT:PSS temperature sensors with stretchable silver conductors were fabricated on top of a stretchable pol-
yurethane substrate with native adhesive. Just like a bandage, stretchable polyurethane substrates can be used to 
simulate the mechanical and surface properties of human skin35. The main topic is to present a novel fabrication 
method compatible with stretchable materials but no stretching tests are included in this article. Subsequently, 






temperature. Through these measurements, the influence of ambient air was illustrated. Hence, three sam-
ples were coated with a fluorochemical acrylic polymer material to prevent, as much as possible, moisture and 
oxygen from affecting the results. Electrical measurements were repeated after coating to observe the effect of 
encapsulation.
5!	,	
		1,) Figure 1(a) shows the final multilayered structure of the printed temperature sensors. The 
topmost layers are the printed functional structures with screen printed silver conductors and inkjet-printed 
graphene/PEDOT:PSS temperature sensors. The functional layers were printed on top of an adhesive bandage 
(plaster), which had polyurethane (PU) surface and polyacrylate adhesive layer. The bottom layer of the plaster 
was a protective paper, which prevents the adhesive layer from adhering before it is required. The plaster, with 
printed functionalities, was then placed on top of a polyethylene terephthalate (PET) sheet which provided good 
mechanical support so that damage during handling was reduced. Figure 1(b) shows the final device attached to 
the skin.
Figure 2(a) presents an optical microscope picture of the stretchable silver conductor, whose conductiv-
ity under strain was evaluated in a recent study36. The line width for the silver conductor was approximately 
320 μ m. The cross section of the screen printed silver conductor (vertical line) and the inkjet-printed graphene/
PEDOT:PSS sensor can be seen in Fig. 2(b). The width of the graphene/PEDOT:PSS sensor was approximately 
32 μ m and the wetting on top of the polyurethane surface was fairly good. Printing the sensors were done so that 
the long lines of the sensors were formed in cross-process direction to give some time for the droplets to dry 
before the next sweep. The printing stability and repeatability of the graphene/PEDOT:PSS ink was good as long 
as the printing was done continuously. Printing pauses tend to clog the print head nozzles and the best printing 
stability was achieved with new, freshly filled print heads. If clogging occurred, wiping the nozzle plate with eth-
anol proved to be the best cleaning procedure.
!,,!,,3	) The initial resistance values were 8.7 kΩ, 9.4, kΩ and 9.7 kΩ for the three char-
acterized samples before the temperature cycling measurements. During measurements, the samples were heated 
from 35 °C to 45 °C and then cooled back down to 35 °C, using a Peltier element. Human skin temperature may 
Figure 1. (a) Temperature sensor has a multilayered structure of printed functionalities and different bandage 
layers. Different components are: 1. Screen printed silver conductors, 2. wave patterned graphene/PEDOT:PSS 
temperature sensor, 3. PU surface layer, 4. adhesive layer, 5. protective paper, 6. PET film and 7. cooling/heating 
element. (b) Photograph of the sample, with sensor array of four sensors, being attached to the skin.
Figure 2. Optical microscope pictures of (a) printed silver conductor and (b) printed graphene/PEDOT:PSS 






vary depending on the skin location, ambient temperature and possible infection caused fever37–38. The utilized 
temperature range in the experiments was chosen due to environmental testing constraints whilst being within 
the possible temperature deviations on top of the human epidermis.
The temperature cycle was repeated five times for each sample and results from the measurements are pre-
sented in Fig. 3. The electrical characterization was conducted in an inert argon atmosphere to minimize the 
impact of ambient atmosphere factors, such as oxygen or moisture. Figure 3(a) shows normalized resistance 
and (b) corresponding temperature measurements from three different samples in individual graphs. Resistance 
decreases when the temperature increases, as was expected according to the other studies done with PEDOT:PSS 
and graphene, and with other nanostructural carbon/PEDOT:PSS composites, thus graphene/PEDOT:PSS 
behaves as a negative temperature coefficient (NTC) material25,39–40. Figure 3(c) presents the same results as in 
Fig. 3(a,b), during the first increase in temperature (from 34 °C to 44 °C), but in this figure, the normalized resist-
ances are shown as a function of temperatures. Those parts of the measurements, where the data is collected for 
Fig. 3(c), are marked with red rectangles in Fig. 3(a,b). The average TCR of the samples, according to the meas-
urements, is 0.047% per degree Celsius.
Figure 4 presents a response time and a recovery time for one sample. In Fig. 4(a) the input voltage of the 
Peltier element is decreased by 0.2 V and is then kept unaltered for 1 minute. More detailed description about the 
measurements can be found from the Methods section. The 90 percentile response time was 20 seconds with this 
Peltier element setup. It needs to be noticed that the Peltier element also has a response time which reflects to the 
response time of the temperature sensor. Figure 4(b) shows a 90 percentile recovery time of 18 seconds for the 
sensor when the Peltier voltage is increased by 0.2 V.
Figure 3. (a) normalized resistance and (b) temperature from three different samples measured in argon 
atmosphere. Temperature was increased and decreased between 35 °C and 45 °C along the measurements and 
this cycling was done five times for each sample. (c) The measured data from (a,b) is transformed in form of 
normalized resistance as a function of temperature during the first increase from 34 °C to 44 °C.
Figure 4. One cooling step (a) and one heating step to visualize the response time and the recovery time. The 
90 percentile response time was 20 seconds and the 90 percentile recovery time was 18 seconds. The resistance is 






Figure 5(a) shows the results from Fig. 3, but now the normalized resistance from one sample is expressed as 
a function of temperature from all five temperature cycles. Characterization results from all three samples can 
be found from Supplementary Information (Figure S1). The results show that the temperature sensors exhibit 
linear NTC behaviour in this temperature range, and the level of hysteresis stays very low. After confirming the 
functionality in inert atmosphere, the samples were removed from the glove box for additional measurements. 
Figure 5(b) presents the normalized resistance as a function of temperature in ambient atmosphere. A dramatic 
divergence can be observed with the non-encapsulated sample’s behaviour relating not only to the slope but also 
the hysteresis. The slope of the resistance vs. temperature plot turns from negative to positive, which implies that 
the sensor no longer behaves as an NTC thermistor. This indicates that the device’s temperature sensing ability 
is skewed by other environmental factors, like humidity. Similarly, humidity has been proven to have an effect 
on other organic conductors like polyaniline and CNT/PEDOT:PSS nanocomposites41–42. Likewise, our sensor 
which utilizes PEDOT:PSS as the conductive matrix and graphene to increase conductivity, is also greatly affected 
by water vapour. This phenomena was also utilized when Kuberský et al. fabricated a humidity sensor using 
PEDOT:PSS, and they expressed that the change in impedance is based on the dissociation of OH groups in PSS 
chain and the formation of free charge carriers in PEDOT chain43. In fact, it was recently shown that PEDOT:PSS 
films act as a mixed ionic-electronic conductor and exhibit a variation in its charge transport property as the 
humidity level is altered44,45. Furthermore, Nardes et al. found that the conductivity of pristine PEDOT:PSS 
increases by nearly one order of magnitude at 50% relative humidity, as compared to dry films46. These studies 
illustrate that in dry PEDOT:PSS films the charge transport is primarily electronic in nature, whereas the films 
with elevated water content exhibit an ionic charge transport mechanism. These previous literature results, sup-
port the observed effect in our unprotected sample (Fig. 5b) that exhibits a decrease in the organic film’s conduc-
tivity as the relative humidity is reduced (via increased temperature). When our samples are removed from the 
glove box they slowly begin to absorb the ambient water throughout the characterization cycles. As the cycles 
progress, the overall moisture content of the sample increases and subsequently reduces the overall resistance of 
the sample. However, even as this secondary effect stabilizes over time, the general trend remains the same; as the 
temperature is increased there is decreased conductivity as the relative moisture content decreases. This provides 
further evidence that humidity dramatically affects the PEDOT:PSS/graphene film and that outside the glove 
box the primary charge transport mechanism is ionic and inside the glove box the dry films charge transport is 
electronic in nature.
The results above show that ambient conditions had a severe impact on the results, and for that reason, Novec 
1700 Electronic Grade Coating (EGC) coating was used to encapsulate the sensors to reduce the effects of ambi-
ent atmosphere. EGC coating provides efficient moisture, chemical and corrosion protection47. Three sensors 
were coated with the EGC and these samples went through the same temperature cycling as in the previous 
measurements (5 times from 35 °C to 45 °C and back to 35 °C). These characterization results of the coated sam-
ples are presented in Fig. 6. Figure 6 shows results only from one sample, and the characterization results from 
all three samples can be found from Supplementary Information (Figure S2). From Fig. 6(a) it can be seen that 
the results from measurements done in the inert argon atmosphere after the samples were coated with the EGC. 
These results illustrated a TRC value of 0.064% per degree Celsius among the samples. Like the previous trials, the 
samples were then moved from the glove box in an ambient atmosphere and subsequently characterized again 
(Fig. 6). In this scenario, the sensitivity dropped down to 0.034% per degree Celsius and exhibited an increased 
hysteresis, however, but the device’s resistance versus temperature was not divergent from the behaviour of the 
device characterized in a dry environment. This implies that there is a mixed electronic and ionic conductive 
mechanism, with the former being the primary action of charge transport. Moreover, the reason why the sensors 
did not function identically in an argon atmosphere and in an ambient air environment, although they were 
covered with electronic grade coating, is that the coating is only dispensed directly on top of the sensing area. A 
picture illustrating the covered areas is presented in the Supplementary Information (Figure S3). The ambient 
atmosphere (i.e. humidity) can still affect the sensors through the bandage material, both from above and under-
neath the substrate, which is permeable to water and other compounds. The substrate material was chosen so that 






it would be able to be attached to the skin (medical grade material) and for that reason adding additional coating 
material on the underside of the substrate was not suitable. In the future, studies to find a more efficient encapsu-
lation to improve the sensor’s behavior under ambient atmospheric conditions will be performed.
	,!	
The materials and fabrication processes presented in this paper, enable simple and straightforward fabrication 
method for inkjet-printed temperature sensors compatible with epidermal electronic systems. Ideally, the printed 
sensors are targeted for disposable systems, due to the decreased number of fabrication steps and reduced amount 
of waste material, compared to the traditional lithography processed devices. The sensors were fabricated with 
inkjet-printed graphene/PEDOT:PSS ink and screen printed silver flake ink. Temperature sensors were printed 
on top of a skin-formable bandage type substrate, which also provides good adhesion to skin. The completed 
electronic system is light-weight, thin, and can seamlessly integrate with the skin. The device has the possibil-
ity to monitor temperature changes directly on human skin with a TRC value higher than 0.06% per degree 
Celsius under optimal conditions (35–45 °C). The ambient atmosphere had a severe impact to the results of 
non-encapsulated devices, nevertheless, the effects not associated with temperature could be reduced using a 
fluoropolymer coating. The device does not yet compete in efficiency with already existing temperature sensors 
but the device could be used in its present form as a simple fever indicator on human skin (normal skin temper-
ature about 33 °C). This is due to the simple fabrication process, which enables low-cost fabrication of epidermal 
electronics with the added value of disposability. Scalable and simple manufacturing process combined with the 
stretchable, functional materials makes it possible to manufacture epidermal temperature sensors, which are 
comfortable to use with an excellent skin/device interface.
(
 	) Transparent plasters, adhesive bandages, (Hansaplast) were used as a substrate for 
the graphene/PEDOT:PSS temperature sensors. These plasters have a transparent PU top layer and an adhesive 
polyacrylate layer underneath the PU. There is a wound pad, made of PU with hydrocolloid, at the centre of the 
plasters. This wound pad was cut out from the plasters and only the flat outer sections were used. The plasters 
were unwrapped from their packaging so that only the supportive film was removed on top of the plaster, and 
this revealed the outermost PU layer from the plasters. The protective paper underneath the adhesive was kept in 
place. Pieces of plaster were then attached to Melinex ST506 PET (Teijin DuPont Films) sheet to provide mechan-
ical support during the printing and characterization. This was done to keep the samples unaltered and to prevent 
possible changes in the structures, and hence in the resistance, due to handling.
,			1,) Silver conductors were screen printed using TIC SCF-300 screen printer and 
CI-1036 stretchable silver ink (ECM). The silver ink contains 50–60 wt% silver flakes and 1–5 wt% polymer mate-
rial diluted in a diethylene glycol ethyl ether acetate solvent. Pattern was defined by a polyester screen with a mesh 
count of 79 threads cm−1, mesh opening of 69 μ m, and stretching angle of 22,5°. Printed silver conductors were 
annealed in the convection oven at 130 °C for 13 minutes.
	
		1	,	1,) Temperature sensors were inkjet-printed on the plasters using a 
Phene Plus I3015 transparent graphene/PEDOT:PSS ink (Innophene). The ink contains 1–5 wt% graphene, the 
same amount of PEDOT:PSS, and a small amount of diethylene glycol and ethanol (according to the manufac-
turer). A Dimatix Materials Printer DMP-2831 with a 10 pl drop volume print head was used for the ink deposi-
tion. Three layers of graphene/PEDOT:PSS ink with 1270 dpi printing resolution, which equates to 20 μ m drop 
spacing, were printed to fabricate the temperature sensors. The printing process was optimized in a way that the 
highest possible resistance (to overcome resistance from wires, contacts and other parasitic sources) was achieved 
with high yield. Three layers with 20 μ m drop spacing formed conductive sensors repeatedly. Bringing the layer 







count down to two decreased the yield significantly and increasing the layer count to four decreased the resistance 
unnecessarily. Using identical printing parameters for each sample, which all had uneven substrates, caused some 
variation in sensor resistances. Both the printing plate temperature and the print head temperature were kept at 
40 °C. After printing, the sensors were cured in a convection oven at 130 °C for 10 minutes. Three samples were 
coated with Novec 1700 Electronic Grade Coating (EGC) material (3M). EGC was deposited via pipette on top of 
the sensors in an argon atmosphere, and subsequently dried at room temperature.
!,,!,,3	) To assess the resistance dependence on temperature, a resistance meas-
urement setup was used together with a heating/cooling unit. In the resistance measurement setup, a LabVIEW 
system design software driven digital multimeter in a VirtualBench (National Instruments) measured the resist-
ance of the samples with a 4.3 Hz sampling rate. VirtualBench also drove the heating/cooling unit, which con-
sisted of a Peltier element and Silverstone Tundra TD03 liquid cooler that kept one side of the Peltier at a constant 
room temperature. TC-08 Thermocouple Data Logger (Pico Technology) was used to measure the temperature 
of the plaster surface.
During the electrical characterization of non-encapsulated samples, VirtualBench increased and decreased the 
Peltier voltage stepwise using 0.2 V steps and the voltage was kept constant for 1 min. For EGC-coated samples the 
temperature was kept constant for 30 seconds. The temperature cycling fluctuated approximately between 35 °C 
and 45 °C, and complete cycles (increase from 35 °C to 45 °C and decrease form 45 °C to 35 °C) were done five 
times for each sample. Electrical measurements were done both in ambient conditions and under inert (argon) 
atmosphere.
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